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Characterisation of the anechoic chamber at
Stellenbosch University
The anechoic chamber at the University of Stellenbosch is used on a weekly
basis to measure and characterise antenna radiation patterns. Although ex-
cellent comparisons between measurements and simulations are achieved, the
chamber itself was never characterised to establish how accurate measurements
are and how large the contribution of errors is to the measurement uncertainty.
The aim of this thesis is to characterise the chamber to an industry standard.
The NIST 18 term error analysis was used for this evaluation. The analysis
makes use of statistical analytical methods, measurements, simulations, as well
as mathematical calculations to establish the measurement uncertainties.
Errors that form part of the chamber environment and setup can inﬂuence
diﬀerent sections of the radiation pattern. It can either aﬀect the radiation
pattern main lobe or the sidelobes or both. During the investigation, it was
determined how signiﬁcant the inﬂuence of the various errors are on the diﬀer-
ent sections of the radiation pattern and how large the associated uncertainty
are.
A spin-oﬀ from the study was that a mechanical calibration of the chamber





Karakterisering van die Aneggoïese kamer van die
Universiteit van Stellenbosch
(Characterisation of the anechoic chamber at Stellenbosch University)
Die aneggoïese kamer by die Universiteit van Stellenbosch word op 'n week-
likse basis gebruik om antennas te karakteriseer. Alhoewel die metingsresultate
goed ooreenstem met die antenna simulasies was daar nog nooit 'n in diepte
ondersoek geloods na oorsake wat die akkuraatheid van metings moontlik kan
beïnvloed nie. Hierdie verhandeling se doelwit is om die kamer te karakteriseer
volgens 'n industrie aanvaarde metode.
Die ondersoek maak gebruik van die NIST 18 term fout analise wat wyd
aanvaar word as 'n geldige ondersoek metode. Die analise word gedoen deur
statistiese analitiese metodes, metings, simulasies, asook wiskundige berekeninge
om die onsekerheid in toetsresultate te kwantiﬁseer.
Foute wat in metings insluip kan verskillende sektore, naamlik die hoof-
bundel en/of die sy-lobbe van die antenna stralingspatroon beïnvloed. Daar
is bepaal watter dele van 'n antenna stralingspatroon deur hierdie moontlike
foute geraak word, asook hoe groot die onsekerheid is wat deur hierdie foute
geïnduseer word.
'n Uitvloeiing van die ondersoek was die meganiese kalibrasie van die stelsel
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For antenna measurements, a number of methods are generally used. These
include far-ﬁeld range measurements, compact range measurements, and near-
ﬁeld range measurements.
Near-ﬁeld scanning has been done for the last 70 years according to Yaghjian
[5]. In the infant stages (1950-1961), experimental measurements with no
probe correction were done. Steady progress was made during the period from
1961-1975. Probe correction was introduced and the ﬁrst probe corrected near-
ﬁeld scan was done in 1965 at the United States of America's National Bureau
of Standards. The technology was progressively transferred to research facili-
ties and private industry. The result was that during the period of 1975-1985
more than 50 near-ﬁeld scanners were built throughout the world. It was also
during this time period that research on antenna near-ﬁeld scanning at the
University of Stellenbosch started [1][6][7].
1.1 US chamber history
The ﬁrst near-ﬁeld scanner at the US was built during 1984 [1]. The data
acquisition was done in a cylindrical manner, with the probe moving up and
down while the antenna under test was rotated. The original block diagram
can be seen in ﬁgure 1.1 as it was presented at one of the ﬁrst SAIEE joint
symposiums on antennas and propagation and microwave theory [1].
The area in which the anechoic chamber of the University was built, was
originally earmarked for a sound analysis chamber. The interest in that par-
ticular ﬁeld was declining, but near-ﬁeld antenna measurements, on the other
hand, was an exciting and growing ﬁeld of interest in the microwave and an-
tenna community. Under the supervision of Prof John Cloete, an anechoic
chamber was constructed, which included cylindrical, planar and far-ﬁeld mea-
surement capabilities.
Up until 2000, the chamber was systematically upgraded and the range ca-
pabilities were improved. This included upgrading the HP 8514B S-parameter
1
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Figure 1.1: Original cylindrical near-ﬁeld data acquisition system at US [1]
test set and controlling the positioner with Matlab software [1][8]. However,
thereafter a time period followed in which not much investment was made in
keeping up with the latest technology. This is partly due to the expensive
nature of RF and microwave equipment. The measuring facility was placed in
jeopardy when the HP8510 vector network analyzer (VNA), the backbone of
the system, was discontinued by the manufacturer and support was ended in
2009.
Figure 1.2: Spherical near-ﬁeld scanner at the US Antenna Test Range
In 2014 funds from the National Research Foundation (NRF) became avail-
able and a signiﬁcant upgrade was done by replacing the HP8510 with the
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Keysight PNA-X instrument. The addition of a spherical near-ﬁeld scanner
opened up new measurement opportunities that were previously impossible at
the US test range. Commercial software from NSI Technologies Inc. formed
part of the upgrade. The process and detail of the upgrade are discussed at
length in an article written by David Smith, that was published by the South
African Institute of Electrical Engineers [9].
The capabilities at present include a spherical near-ﬁeld scanner (SNF,
shown in ﬁgure 1.2) and a planar near-ﬁeld (PNF) scanner. The facility can
also measure far-ﬁeld pattern cuts. The frequency range covers the frequency
band from 0.75 - 26.5 GHz. SNF-scans can be done over the full range, but
planar near-ﬁeld scans are only possible from 3.85 GHz upwards; the constraint
being suitable probes for PNF-scans at the lower frequency spectrum.
1.2 Motivation
The objective of measuring an antenna in an anechoic chamber is to simulate
a free-space environment. A free-space environment is an ideal space where
there are no reﬂections from outside components. If an antenna can be mea-
sured in free-space, the antenna characteristics can be measured in isolation.
This is however not the case in any measuring facility, indoors or outdoors.
The accuracy of the measurement is compromised by factors such as ground
reﬂections, chamber reﬂections, equipment constraints and mechanical errors
[10][11][12].
Therefore, when measuring antennas in an antenna measuring range, the
question of accuracy and measurement uncertainty is of prime importance.
Originally, antenna measurements were done in far-ﬁeld ranges, and when
near-ﬁeld ranges were developed, their results and accuracy were viewed with
doubt. To address the problem, range assessment techniques were developed
to qualify the uncertainty of measurements [10].
In the little more than thirty years existence of the antenna measuring
facility at the University of Stellenbosch, a thorough investigation into the
performance of the facility was never done. The motivation for this thesis is
to evaluate the performance of the chamber with respect to a known industry
standard. When completed, it should give conﬁdence in measurements done
at the facility and it also highlight possible limitations and problem areas that
are exposed during the assessment.
1.3 Metrics evaluated
The evaluation of the measuring facility uses the U.S. National Institute of
Standards and Techonology (NIST) 18-term uncertainty analysis as basis [3][10][13][14][15].
Categories of errors that are investigated are:
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 Probe/illuminator related errors
 Mechanical/positioner related errors
 Absolute power level related errors
 Processing related errors
 RF sub-system related errors
 Environmental related errors
Each of these categories is broken down into possible aspects that can
contribute to errors that lead to uncertainty in the measurements. The thesis
chapters will take an in depth look into these parameters, and evaluate the
chamber at Stellenbosch in terms of this set.
1.4 Summary of results
A short summary of the thesis results is discussed below. In all, the study, using
an industry standard as a reference, showed that antennas can be measured
accurately above 1.5 GHz in the anechoic chamber at Stellenbosch. As always,
accurate, reliable measurements can only be made, if care is taken with the
set-up and the measurement guidelines are followed.
Probe/illuminator related errors
Probe pattern related errors have potentially the biggest inﬂuence on the cross-
polarisation patterns. It is observed that when there is an option between the
open-ended-waveguide-probe and the wide band horn probe, NSI-RF-RGP10,
the former is a better option because the beamwidth is wider and as a result
has less of an inﬂuence on the results.
Mechanical related errors
It is clear from the research done that mechanical related errors have a limited
eﬀect on the measurements, but alignment is important and errors can be
introduced when it is not done accurately. The converse, however, also holds
true. Errors can be avoided if the mechanical alignment is done with care and
precision.
Absolute power level related errors
Realised (not relative) gain is measured at the US measuring facility. Con-
sequently, only the normalisation constant error term from the NIST18-term
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error analysis is applicable to the evaluation, and it has very little inﬂuence on
the outcome of the gain. The absolute gain measurements using the two- and
three-antenna method were investigated and it can be concluded that the gain
level can be measured within 1 dB of the published gain values of the antenna
under test.
Processing related errors
Process related errors do not contribute to uncertainty in the measurements
as long as the aliasing and area truncation requirements are adhered to.
RF sub-system
The investigation into the RF sub-system highlighted two important aspects.
The ﬁrst is that phase stability is a critical aspect when data acquisition is
done. The results are much more sensitive to phase changes than amplitude
changes. The second point of interest is that it is necessary to add an ampliﬁer
when the frequency is above 8.2 GHz to increase the dynamic range.
Environmentally related errors
It can be concluded that structural reﬂections are by far the largest contributor
to uncertainty and at the lower the frequency the more so. We recommend
that spherical near-ﬁeld scans are not done for antennas with an operating
frequency below 1.5 GHz. If this recommendation is ignored and a SNF-scan
is attempted, it would be wise to increase the separation distance between the
mounting structures.
1.5 Layout of thesis
The objective of this thesis is to analyse the performance of the antenna mea-
suring facility of the University of Stellenbosch. In chapter 2 some basic an-
tenna theory and deﬁnitions are included to help the reader to follow the rest
of the dissertation. In the same chapter, a general overview of error analysis
and causes of measurement errors are given as background information.
In chapter 3, the NIST18-term error analysis test results are presented
and discussed. In some instances where tests were not applicable, alterna-
tive procedures were presented and performed in order to do a comprehensive
assessment of the measuring facility.
The last chapter summarises the results of the NIST18-term error analysis





Antennas form integral parts of communication systems. Diﬀerent applications
need diﬀerent types of antennas and there is a wide range of antenna designs
available. A development procedure will typically take the following steps:
The purpose and application of the antenna will be considered; Antenna types,
that meet the application will be examined; Polarisation, directivity and gain
will be taken into account. When the options are narrowed down, a design
will be done using available software packages. While analysis software has
become very accurate, the ﬁnal step in any antenna design is the veriﬁcation
through measurement. The above mentioned parameters can be measured
very accurately using a combination of a calibrated vector network analyser
and an anechoic room.
The following chapter will give an overview of antenna parameters and basic
measurement methods. The area of error analysis and causes of measurement
errors will also be explored.
2.1 Basic antenna parameters
The following parameters are some of the most important parameters to quan-
tify an antenna: gain, directivity, radiation patterns, polarisation, and reﬂec-
tion coeﬃcient.
2.1.1 Reﬂection coeﬃcient
Within systems it is important that power is transferred eﬃciently from one
subsystem to the next. Eﬀective power transfer takes place when the input
impedance of an antenna and the impedance of the system match. The IEEE
antenna standard deﬁnitions [16] state that input impedance (of an an-
tenna) is "The impedance presented by an antenna at its terminals." The
6
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where ZIN is the input impedance and Zo is the system impedance. For
example, if the system impedance is 50Ω and the input impedance is 75 Ω, a












PT |% = 100|1− |Γ|2|
= 96%
This example makes it clear that an impedance mismatch can have a large
inﬂuence in the overall performance of a system.
2.1.2 Gain and directivity
Absolute gain and directivity are interdependent and the diﬀerence between
them is the loss in the system. The dependency is displayed in ﬁgure 2.1.
For further clariﬁcation on ﬁgure 2.1, the IEEE deﬁnitions [16] for param-
eters are repeated below.
Directivity of an antenna in a given direction: "The ratio of the
radiation intensity in a given direction from the antenna to the radiation in-
tensity averaged over all directions.
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Figure 2.1: The connection between directivity, gain and realised gain
The labels in ﬁgure 2.1 are:
PA: Power available
PIN : Power accepted by antenna






NOTE 1 The average radiation intensity is equal to the total power radi-
ated by the antenna divided by 4pi.
NOTE 2 If the direction is not speciﬁed, the direction of maximum radia-
tion intensity is implied."
Absolute gain or gain in a given direction: "The ratio of the radi-
ation intensity in a given direction to the radiation intensity that would be
produced if the power accepted by the antenna was isotropically radiated.
NOTE 1 Gain does not include losses arising from impedance and polari-
sation mismatches and does not depend on the system to which the antenna
is connected.
NOTE 2 The radiation intensity corresponding to the isotropically radiated
power is equal to the power accepted by the antenna divided by 4pi.
NOTE 3 If an antenna is without dissipative loss, then in any given direc-
tion its gain is equal to its directivity.
NOTE 4 If the direction is not speciﬁed, the direction of maximum radia-
tion intensity is implied.
NOTE 5 The term absolute gain is used in those instances where added
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emphasis is required to distinguish gain from relative gain: for example, abso-
lute gain measurements."
Realised gain: "The gain of an antenna reduced by its impedance mis-
match factor."
Impedance mismatch factor: "The ratio of the power accepted by an
antenna to the power incident at the antenna terminals from the transmitter.
NOTE 1 The impedance mismatch factor is equal to one minus the mag-
nitude squared of the input reﬂection coeﬃcient of the antenna."
Radiation eﬃciency: "The ratio of the total power radiated by an an-
tenna to the net power accepted by the antenna from the connected transmit-
ter."
Directivity has the characteristic that it can be calculated from the spher-
ical pattern of the antenna. Gain on the other hand must be measured sepa-
rately.
Absolute gain is always smaller than directivity as can be seen in ﬁgure 2.1.
The diﬀerence between the two parameters is the eﬃciency of the antenna. An
eﬃciency of less than 100% is caused by losses in the antenna.
Realised gain is in most instances a more desirable parameter than absolute
gain, because internal loss is diﬃcult to measure in isolation. Realised gain
takes the internal loss, as well as the transmission loss from the impedance
mismatch into account. The realised gain therefore can be measured. This is
done with a separate measurement from pattern measurements, such as the
gain replacement or absolute gain measurement methods. This is discussed at
length in section 2.2.2.
When considering directivity and gain, it is also important to take note
of the concept of partial directivity and partial gain. Partial directivity/gain
is the result of antenna polarisation (an in-depth explanation of polarisation
is given below). To accommodate the term partial directivity, the IEEE def-
inition of directivity is rewritten as: "Directivity, partial (of an antenna
for a given polarisation): In a given direction, that part of the radiation
intensity corresponding to a given polarisation divided by the total radiation
intensity averaged over all directions." To calculate the total directivity or gain,
the sum of the partial directivity/gain for any two orthogonal polarisations can
be done. This is especially relevant for antennas where the cross-polarisation
component is large with regards to the co-polarised component as in the case
of circularly polarised antennas.
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2.1.3 Radiation patterns
The IEEE deﬁnition [16] for radiation pattern (antenna patterns) is the
following: "The spatial distribution of a quantity that characterises the elec-
tromagnetic ﬁeld generated by an antenna." The pictures used in this section
are taken from Balanis' Antenna Theory [2]. A standard coordinate system
that is used to describe antenna patterns is shown in ﬁgure 2.2. This is also
the coordinate system that is applicable to the radiation patterns produced at
the measuring facility of the University of Stellenbosch.
The radiation pattern is a graphical representation of the distribution of ei-
ther the amplitude of the electric ﬁeld at a constant radius or the amplitude
of the power density at a constant radius. In the case of a reciprocal antenna,
the distribution of how susceptible the antenna is to receive energy would be
the same as for the radiation pattern for how energy is distributed when the
antenna is used as a transmit antenna.
In ﬁgure 2.3a the power amplitude distribution is displayed in a three-dimensional
format. Two-dimensional cuts can be seen in ﬁgure 2.4. The amplitude plot of
the electric ﬁeld (2.4a) and the power distribution (2.4b) are displayed in a two-
dimensional format. It is common to display the power pattern in logarithmic-
scale [dB]. By doing this, small diﬀerences in patterns can be highlighted. It is
also standard practice to normalise the patterns to their maximum peak value.
Figure 2.2: Coordinate system for antenna analysis [2]
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(a) 3D representation of antenna patterns
(b) Cartesian plot of an antenna pattern cut
Figure 2.3: Highlighting various parameters of a radiation pattern [2]
Typical information obtained from a radiation pattern is the half-power
beamwidth (HPBW), the position of the nulls in the pattern and also the
sidelobe level, as shown in ﬁgure 2.4. It is important to note that the half-
power beamwidth, which is measured in degrees, is the same in all three plots.
The main lobe of the antenna pattern contains the most energy. In most cases
it is desirable that the sidelobes (the smaller lobes) be as low as possible in
relation to the main beam. Radiation pattern cuts can also be plotted as
either cartesian plots, as seen in ﬁgure 2.3b or as polar plots, as seen in ﬁgure
2.4. The same information is displayed in diﬀerent formats, depending on the
application or preference of the interested party.
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(a) Field pattern, linear scale (b) Power pattern, linear scale
(c) Power pattern [dB]
Figure 2.4: Diﬀerent formats of a radiation pattern [2]
2.1.4 Polarisation
Polarisation of a wave refers to the direction of the electric ﬁeld vector. When
the vector is ﬁxed in a speciﬁc orientation, the wave polarisation is deﬁned as
linear [17].
The IEEE standard deﬁnition for antenna terms [16] deﬁnes wave polarisa-
tion as follows: "Polarisation of a wave radiated by an antenna in a speciﬁed
direction: In a speciﬁed direction from an antenna and at a point in its far
ﬁeld, the polarisation of the (locally) plane wave that is used to represent the
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radiated wave at that point."
The total electric ﬁeld for a wave travelling in the positive z-direction can be
written as:
E¯ = (E1xˆ+ E2yˆ)e
−jk0z (2.1.2)
When we consider the above equation it is easy to explain the diﬀerent types
of polarisation. In the case when E1 and E2 are both real, the polarisation
would be linear. If either E1 or E2 = 0, the wave is linearly polarised and
aligned either with xˆ or yˆ. This would be a horizontally- or vertically polarised
antenna. The polarisation of antennas are in some cases slanted. The angle






If E1 = +jE2 = E0 and E0 is real and positive, we can rewrite equation
2.1.2 as
E¯ = (E1xˆ+ E2yˆ)e
−jk0z
= E0(xˆ− jyˆ)e−jk0z
In the time domain this is
E¯(z, t) = E0
[




At z = 0 the equation simpliﬁes to





The electrical ﬁeld vector in equation 2.1.4 represent a circularly polarised
wave with an angular velocity of ω. Depending on whether E2 = +j or −j,
the wave would be left- or right-hand polarised respectively. An elliptical
polarisation would occur when |E1| 6= |E2| 6= 0.
A travelling wave's polarisation in the far-ﬁeld is deﬁned by the antenna's
polarisation. Therefore, if the travelling wave is linearly polarised, the trans-
mitting antenna is also be linearly polarised. In the same way a right-hand
circular polarised antenna launches a right-hand circular wave into free-space.
The orientation of the antenna polarisation would also be identical to the ori-
entation of the E-ﬁeld of the travelling wave. A linearly polarised antenna,
mounted horizontally, produces a horizontal linear polarised wave.
The IEEE standard deﬁnition [16] for antenna polarisation is: "In a given
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direction from the antenna, the polarisation of the wave transmitted by the
antenna. Note: When the direction is not stated, the polarisation is taken to
be the polarisation in the direction of maximum gain."
The concepts of co- and cross-polarisation are important when antenna
measurements are done. If the polarisation of two antennas, i.e. the probe
and the AUT (antenna under test) align, the measurement is called a co-
polarised measurement. This results in maximum power transfer. If one of the
two antenna's polarisations is orthogonal to that of the other, the least amount
of power transfer takes place. This orientation of these antennas' polarisation
with respect to each other is referred to as cross-polarised.
2.2 Basic antenna measurement methods
2.2.1 Reﬂection coeﬃcient measurement
Reﬂection coeﬃcients can be measured with a vector network analyser (VNA).
A network analyser has the ability to measure the transmitted and reﬂected
waves from a network and is able to calculate and display the scattering matrix
of the device under test. In the case of antenna measurements, the reﬂection
coeﬃcient is the primary measurement of interest.
Accurate measurements are possible because the VNA applies error correc-
tion to compensate for internal errors such as directional coupler mismatch,
imperfect directivity and reﬂection tracking.
2.2.2 Realised gain measurement methods
There are basically two types of measurement that can be carried out to de-
termine the gain of an antenna. The ﬁrst method is the gain replacement
method, while the second is the absolute gain method.
The gain replacement method is used when a calibrated antenna is avail-
able. To characterise standard gain antennas, the absolute gain method is
used, because one does not need any prior knowledge of the antenna mea-
sured. Absolute gain measurements are considered the most accurate way to
determine the gain of an antenna. It is, however, the most time-consuming
method. According to Balanis [2], the most suitable antennas to use as stan-
dard gain antennas are 1
2
λ dipoles and pyramidal horn antennas. The dipole
has good polarisation purity, which is a requirement for standard gain anten-
nas, but a dipole's beamwidth is wide which may have an inﬂuence on the
measurement if the measurement is not done in a free-space environment. The
standard gain horn, commonly referred to as a "standard horn", on the other
hand, has a somewhat elliptical axial ratio and the cross-polarisation com-
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ponent might inﬂuence the measurement, but since it has a highly directive
beam, the environment plays less of a role in the measurement.
As previously stated, a gain replacement measurement can only be done,
when one has a standard gain antenna. The measuring facility at the Uni-
versity of Stellenbosch does not have any standard gain antennas to utilise
for these type of measurements, and although the software of the measuring
facility has the capability of implementing the gain replacement technique it
is, therefore not possible to perform such a measurement at present.
As an improvement to our in-house capabilities, it is proposed that where
possible the probe antennas are measured with great precision, using the three-
antenna gain method and used as standard gain antennas. If the replacement
method is used instead of the three-antenna gain method, it would be much
less time-consuming.
Figure 2.5: Standard set-up for gain measurements
To perform an absolute gain measurement it is required that the separation
distance between the two AUT's be large enough that the measurements are
done in the far-ﬁelds of both of the antennas. The far-ﬁeld distance is calcu-
lated using equation 2.2.1, where R is the far-ﬁeld distance and D the largest






The absolute gain methods are based on the Friis transmission formula,
equation 2.2.3. The Friis formula consists of the following components: the
gain of each antenna, (GA and GB), the relation of the receive power to the
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transmit power (PRx
PTx














We can rewrite the equation expressed in dB as:
S21|dB = 10log( λ4piR)2 +GA|dB +GB|dB
GA|dB +GB|dB = S21|dB − 20log( λ4piR)
GA|dB +GB|dB = S21|dB + 20log(4piRλ ) (2.2.4)
Equation 2.2.4 form the basis of the gain calculations when the two- and
three-antenna gain method is used.
The two-antenna gain method can only be used when two identical anten-
nas are available. Equation 2.2.4 then reduces to the following:
Gain|dB =
S21|dB + 20log(4piRλ )
2
(2.2.5)
If two identical antennas are not available, a three-antenna gain method can
be used to determine the gain. Three-antenna gain method measurements are
done by pairing the antennas in unique combinations. For each combination,
the distance between the antennas must be measured and the free space loss
calculated separately. The measurement results in three Friis equations, with
three unknown gains. If the dB-units of equation 2.2.4 are omitted for clarity,
it simpliﬁes to:




The loss of each measurement can be combined as follows:












The three-antenna gain method equations can be written as:
GA +GB = LossAB (1)
GA +GC = LossAC (2)
GB +GC = LossBC (3)
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Rewrite (1) as:
GA = LossAB −GB (4)
Substitude (4) into (2):
LossAB −GB +GC = LossAC (5)
Rewrite (5) as:
−GB +GC = LossAC − LossAB (6)
Add (3) and (6):




(LossBC + LossAC − LossAB) (7) (2.2.6)
Substitute (7) into (3) and (1), the gain is given by:
GB = LossBC −GC (2.2.7)
GA = LossAB − LossBC +GC (2.2.8)
Equations 2.2.6 - 2.2.8 solve the three unknown gains of the three antennas
used in the measurement.
2.2.3 Radiation pattern measurements
Three ﬁeld regions can be identiﬁed around an antenna, namely the reactive
near-ﬁeld, the radiating near-ﬁeld and the far-ﬁeld region. This is illustrated
in ﬁgure 2.6.
According to the standard deﬁnitions of terms for antennas [16], the re-
active near-ﬁeld region is "the portion of the near-ﬁeld region immediately
surrounding the antenna wherein the reactive ﬁeld predominates."
The radiating near-ﬁeld region is "the portion of the near-ﬁeld region
of an antenna between the far ﬁeld and the reactive portion of the near-ﬁeld
region, wherein the angular ﬁeld distribution is dependent upon the distance
from the antenna."
Lastly the far-ﬁeld region is deﬁned as "the region of the ﬁeld of an
antenna where the angular ﬁeld distribution is essentially independent of the
distance from a speciﬁed point in the antenna's region."
The general accepted formulas for an indication of where the boundaries
occur are:
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where D is the largest dimension of the antenna.
Figure 2.7 shows the magnitude of the E-ﬁeld on a cross-section perpen-
dicular to the direction of propagation, at diﬀerent distances from the source.
In this case, the source is a 80 mm x 80 mm horn. The transitions between
the various regions are not abrupt, but are signiﬁcantly diﬀerent in each one.
Figures 2.7a and 2.7b show that the amplitude ﬁeld distribution is mainly lo-
cated at the aperture of the horn. The amplitude drops sharply outside the 80
mm region. As the observation distance increases, the radiating area enlarges
and the amplitude taper is less severe (ﬁgure 2.7c and 2.7d). At the stage
where the distance is large enough for the ﬁeld to be considered far-ﬁeld, the
distance from the antenna has no inﬂuence on the ﬁeld distribution, and the
shape of the radiation pattern remains the same as seen in ﬁgures 2.7e and 2.7f.
Antenna radiation patterns are measured at antenna test ranges. There
are many diﬀerent types of test ranges that can be classiﬁed into diﬀerent
categories. These categories include indoor and outdoor ranges, near-ﬁeld and
far-ﬁeld ranges, and also reﬂective, free-space and compact ranges.
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(a) Reactive NF amplitude distribution (b) Reactive NF horizontal cut
(c) Radiating NF amplitude distribution (d) Radiating NF horizontal cut
(e) FF amplitude distribution (f) FF horizontal cut
Figure 2.7: Power amplitude distribution of a Marconi X-band horn in the
diﬀerent ﬁeld regions as described in ﬁgure 2.6
For the purpose of this discussion, the ranges will be divided into the main
categories of near- and far-ﬁeld ranges, with some additional properties from
other categories highlighted.
Far-ﬁeld range characteristics are such that the separation distance between
the probe and AUT's is large enough that the AUT is mounted in the far-ﬁeld
of both the AUT and the probe. The far-ﬁeld implies that the AUT radiation
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pattern does not change with added distance. Figure 2.8 shows two types of
far-ﬁeld ranges, a reﬂective and a slant range. Both these antenna ranges are
also outdoor ranges.
There is however a major diﬀerence in the design strategy of these two
ranges. The reﬂective range is carefully designed to create an area in which
there constructive interference from the signal that is reﬂected from the ground.
This produces an approximate plane wave in the area were the AUT is mea-
sured. This area is referred to as a quiet zone [18]. A diﬀerent approach is
applied to the slant range, where the reﬂections from the ground are min-
imised by pointing the ﬁrst null of the source antenna's radiation pattern to
the ground. This type of range is called a free-space range and it simulates a
free-space environment. The goal of a free-space range is to create a region in
space where the inﬂuence of the surrounding environment on the measurement
is minimised [2].
Another way of attempting to create a free-space environment is the ane-
choic chamber. Anechoic chambers are indoor ranges which are lined with
absorbing material. In anechoic chambers, both near- and far-ﬁeld measure-
ments can be performed. Refer to Balanis' handbook on antenna theory [2] or
the IEEE standard for antenna measurements [18] for a comprehensive study
of the diﬀerent types of anechoic chambers.
(a) Reﬂective range (b) Slant range
Figure 2.8: Outdoor far-ﬁeld range geometries, drawings from IEEE Recom-
mended Practice for Near-Field Antenna Measurements [3]
Near-ﬁeld ranges diﬀer from far-ﬁeld ranges because the measurement can
be done in the near-ﬁeld of the antenna under test. The measured near-
ﬁeld pattern is then mathematically transformed to the far-ﬁeld pattern. The
separation distance between the probe and the AUT is consequently vitally
important because the ﬁeld distribution has not settled and is changing with
increased distance[2]. The distance parameter forms part of the mathematical
transformation of the pattern from the near-ﬁeld to the far-ﬁeld.
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The most common near-ﬁeld ranges are: planar scanners, where the data is
acquired over a ﬂat surface, in a rectangular grid; cylindrical scanners, where
the data acquisition surface is bent around the antenna in the form of a cylin-
der; and spherical scanners, with data acquired on a spherical surface. These
three near-ﬁeld scanners, with the diﬀerent data acquisition patterns, are pre-
sented in ﬁgure 2.9.
(a) Planar near-ﬁeld (b) Cylindrical near-ﬁeld (c) Spherical near-ﬁeld
Figure 2.9: Data acquisition grid, drawings from IEEE Recommended Practice
for Near-Field Antenna Measurements [3]
A type of range that combines both the free-space environment and far-
ﬁeld topology, is a compact antenna test range (CATR). To imitate the far-ﬁeld
conditions, where a uniform plane wave illuminates the AUT, a parabolic re-
ﬂector is utilised as seen in ﬁgure 2.10. Because of this conﬁguration, the
size of the range reduces to much smaller than a traditional outdoor range
and therefore the free-space environment can be achieved by placing the AUT,
source antenna and the reﬂector in an anechoic chamber [2].
Figure 2.10: Two examples of diﬀerent conﬁgurations of CATR's
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There is not an antenna measuring range that is an ideal solution for all
circumstances. Far-ﬁeld, outdoor ranges, can accommodate a large number of
diﬀerent types of antennas, especially with regards to size and weight, but be-
cause it is outdoors it makes it more susceptible to conditions, such as weather,
vegetation, and the local wildlife [2][10]. Large areas are needed to build such
a facility. The National Antenna Test Range (NATR), north of Pretoria has a
microwave range of 500 m [19], but even the extended range would in some in-
stances not give enough distance to be able to perform far-ﬁeld measurements
for some antennas. For example, if an antenna's largest dimension is 3 m and
the operating frequency is 10 GHz, the far-ﬁeld distance is calculated as 600
m. This problem can be solved by doing near-ﬁeld measurements.
Near-ﬁeld ranges, however, are expensive and the software to do the mea-
surement and near- to far-ﬁeld transformation is complex. The mechanical
operation and data acquisition must be synchronised and can be complicated.
The positional accuracy and repeatability are also of extremely high impor-
tance. The controlled environment has, nevertheless, big advantages over the
outdoor ranges.
Every measurement is unique and the type of measurement suited for the
AUT depends on the antenna's operating frequency, physical size and weight,
and sometimes even on the structural strength of the antenna.
2.3 Introduction to error analysis
When any measurement is done there is always uncertainty associated with
the measurement. This section explains the origin of uncertainty, and will
derive formulas to calculate uncertainty. A statistical tool is presented that
can be used to evaluate and compare measurements in order to derive the
uncertainty. In the IEEE document, Recommended Practice for Near-Field
Antenna Measurements [3] it is stated that, "Without a statement of uncer-
tainty, measurement results cannot be compared. Thus, a measurement is not
truly complete without a statement of uncertainty."
2.3.1 Measurement uncertainty
The methodology for the uncertainty measurements are described in multiple
sources, but the references that were primarily consulted here were Theory and
Practice of Modern Antenna Range Measurements by Parini et al. [10] and
IEEE's Recommended Practices for Near-Field Antenna Measurements [3].
A self-comparison approach is taken whereby one parameter at a time is
changed and notable diﬀerences in the pattern are observed. We can assume
that diﬀerences are the result of a change in the set-up and therefore we can
calculate an error.
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Figure 2.11: Error locus
When measuring a signal, the biggest error in amplitude occurs when the
signal is in phase or 180◦ out of phase with the error, as can be seen in ﬁgure
2.11. The error vector describes an area of uncertainty around the measured
value. The maximum and minimum magnitude of a measured value can be
expressed in terms of the true magnitude of the signal (S) and the magnitude
of the error (E). It can be expressed in dB as both S and E are referenced to
a 1 V signal, the error (E) is assumed to be smaller than S, the signal.
Measured|dB = 20log(S ± E) (2.3.1)
= 20log(S ± S
S/E
)
= 20log(S) + 20log(1± 1
S/E
) (2.3.2)
Here, the two values of "Measured" are the minimum and the maximum
measured values. The ﬁrst term is the actual signal and the second term the
error component of the measurement. Uncertainty can therefore be deﬁned as
the minimum and the maximum error.
Uncertainty|dB = 20log(1± 10−S/E(dB)20 ) (2.3.3)
The largest phase error occurs between a tangential line on the locus of
the area of uncertainty and the signal measured, as can be seen in ﬁgure 2.11.
The maximum phase error can be calculated with:
θMax = ±arcsin(E/S) (2.3.4)
These formulas can be used to create an envelope around measured data
to indicate the uncertainty. When a measurement envelope is displayed on the
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graph, we can assume that the true value lies within the envelope's boundaries.
The upper- and lowerbound uncertainties are plotted in ﬁgure 2.12.
Upperbound|dB = 20log(1 + 10−
S/E|dB
20 ) (2.3.5)
Lowerbound|dB = 20log(1− 10−
S/E|dB
20 ) (2.3.6)
Figure 2.12: Upper and lower band uncertainty
Figure 2.13: Fix error inﬂuence on uncertainty of signal level
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It is also important to note that when the signal level decreases, the un-
certainty increases for a ﬁxed error level. This is illustrated in ﬁgure 2.13.
The inverse to S/E-ratio can also be used and for the remainder of this
thesis this will be done. The E/S-ratio has a negative dB value. The term
becomes increasingly larger, as the error component of the relation approaches
the signal level. Intuitively one knows that uncertainty would increase if the
error's amplitude would become comparable in value with the amplitude of the
signal. Therefore using the E/S-ratio makes interpretation of the data easier.
Equations 2.3.5 and 2.3.6 can therefore be rewritten in term of E/S:
UpperboundUncertainty|dB = 20log(1 + 10
E/S|dB
20 ) (2.3.7)
LowerboundUncertainty|dB = 20log(1− 10
E/S|dB
20 ) (2.3.8)
These equations can be rewritten as:
E/S|dB = 20log(10
UpperboundUncertainty|dB
20 − 1) (2.3.9)
E/S|dB = 20log(1− 10
LowerboundUncertainty|dB
20 ) (2.3.10)
Table 2.1 lists the upper- and lowerbound uncertainties for diﬀerent E/S-
levels assuming a signal level of 0 dB.
2.3.2 Statistical analysis
Newell and Hindman [14] propose in their article about antenna pattern com-
parison a statistical method to calculate the E/S-level and derive uncertainty
from it. The statistical tool that forms the basis of this analytical method is
standard deviation. Standard deviation, which is denoted by σ and formulated






(xi − x)2 (2.3.11)
where N is the number of elements in the sample taken and x is the average







To calculate the E/S-distribution, two far-ﬁeld antenna patterns, both in
dBi can be subtracted from each other. The subsequent result represents the
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Table 2.1: E/S with signal level of 0 dB
E/S-distribution over the cut of interest. However, there is typically a large
diﬀerence in amplitude over the angular range, which makes this result less
useful. By calculating the RMS-value of the distribution, an estimate is ob-
tained that represents the E/S-distribution over the full range. The calculated
RMS-value is also the standard deviation of the E/S-distribution, because the
E/S-distribution is viewed as a probability density function (PDF) or a distri-
bution of uncertainty, and according to Newell and Hindman [14], the PDF's
mean (x) is zero. The formula to calculate the RMS-value can be seen in
equation 2.3.13. If equations 2.3.11 and 2.3.13 are compared, keeping in mind







Another way to look at standard deviation is to observe that 68% of the
data fall within σ of the mean, as shown in ﬁgure 2.14. Therefore σ gives us an
associated conﬁdence level of 68% in the calculated E/S-level. To increase the
conﬁdence level in the E/S-level and ultimately the uncertainty value, multi-
ples of σ can be used. When the E/S-level is in units of decibels, 6 dB can be
added for 2σ, which would render a conﬁdence level of 95.45%. Likewise 9.5
dB can be added to the RMS-level, resulting in a 99.7% conﬁdence level.
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Figure 2.14: Standard deviation, highlighting the conﬁdence level associated
with σ, 2σ and 3σ
When comparing antenna patterns to establish the E/S-level, the errors
can be divided in three categories: errors that inﬂuence only the main beam;
errors that inﬂuence only the sidelobes; and errors eﬀecting both regions.
Newell and Hindman [14] elaborate on this topic in their article. Firstly,
errors that are present in the main beam angular range, inﬂuence the follow-
ing antenna pattern parameters: peak gain, beamwidth, beam pointing, and
directivity. The second category deals with errors that occur mainly in the
angular range, excluding the main beam angles, these errors inﬂuence parame-
ters associated with sidelobes and cross-polarisation. Lastly, when errors occur
over the extended angular range, all the parameters mentioned in the ﬁrst two
categories can be aﬀected.
In some instances when radiation patterns are compared by the proposed
method, large errors can be induced when main beams are only slightly mis-
aligned, as shown in Figure 2.15a (re-illustrating the sinc example in section
8.4 of Parini [10]). This would raise the E/S-level and incorrect uncertainty
levels would result.
It is necessary to normalise the patterns because the diﬀerence in ampli-
tude would also elevate the RMS-value. The eﬀect of normalisation can be
seen in ﬁgures 2.15a and 2.15b whereby normalising the patterns the RMS-
value lowered from -32.46 dB to -34.66 dB.
An obvious angular misalignment can be handled in two ways. The ﬁrst
is to use the built-in function of the NSI2000-software and align the angular
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(a) Misaligned, unnormalised patterns cause an elevated RMS-value
(b) The eﬀect of nomalisation and misalignment compensation on the RMS-value
Figure 2.15: The eﬀect of peak misalignment and normalisation on the calcu-
lated RMS-value of the E/S-distribution
peak oﬀset of the main beam by adding an oﬀset to one of the patterns. When
the E/S-level is recalculated it will render a much lower, but more accurate
RMS-value. The second alternative procedure is to compare the two regions
of interest separately [14]. The ﬁrst step would be to obtain the main beam's
parameters (gain, directivity, beamwidth, and far-ﬁeld peak) for each pat-
tern and compared them individually. The second step would be to calculate
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the E/S-level, excluding the E/S-distribution data of the main beam angular
range. This would give a more realistic estimate of the uncertainty level. The
eﬀect of excluding the E/S-distribution data in the main beam area when an
apparent misalignment is present is illustrated in ﬁgure 2.15b. By applying
this technique an RMS-value of -39.77 dB is obtained.
To summarise, the pattern comparison procedure for errors associated with
the sidelobe region includes the following steps:
 Normalise the peaks of the main beam to get relative and not absolute
sidelobe levels.
 Exclude the main beam region E/S-distribution from the data used to
calculated the E/S-level to remove pattern misalignment.
 To improve the conﬁdence level multiples of the σ can be used.
The following formula is used to calculated uncertainty when a speciﬁc
sidelobe level is compared to the calculated E/S-level:
SidelobeUncertainty|dB = 20log(1 + 10
(E/S|dB−SLL|dB)
20 ) (2.3.14)
It is important when analysing and comparing measurements, that the data
and results be scrutinised and the correct approach be taken to get the most
realistic measurement of error and ultimately uncertainty.
2.4 Causes of measurement errors
As discussed, near-ﬁeld antenna measurements are done in an anechoic cham-
ber and has associated errors that come with measurements. The NIST 18
term error budget of an anechoic chamber is an industry standard to evaluate
a chamber's performance. The error budget gives a list of factors that could
inﬂuence the measurement accuracy. The error terms can be grouped into six
categories, namely probe related errors, mechanical/positioner related errors,
power level related errors, processing related errors, RF subsystem related er-
rors and environmental related errors. Table 2.2 gives a breakdown of each
category.
2.4.1 Probe/illuminator related errors
When performing a scan, the probe's pattern forms part of the measurement
and the measured data is not the true reﬂection of the AUT's actual radiation
pattern. This error category can be divided into three groups, each associated
with an aspect of the probe that inﬂuences the data. These are the probe's
pattern, the probe's polarisation purity and mechanical alignment of the probe.
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# Source of Error Category
1 Probe relative pattern Probe/Illuminator related errors
2 Probe polarisation purity Probe/Illuminator related errors
3 Probe alignment error Probe/Illuminator related errors
4 Spherical scanner alignment Mechanical/Positioner related errors
5 Pol-stage alignment Mechanical/Positioner related errors
6 Inter-stage vector alignment Mechanical/Positioner related errors
7 Gain standard Absolute power level related errors
8 Normalisation constant Absolute power level related errors
9 Impedance mismatch error Absolute power level related errors
10 Aliasing Processing related errors
11 Measurement area trunca-
tion
Processing related errors
12 Receiver amplitude linear-
ity
RF sub-system related errors
13 System phase error RF sub-system related errors
14 Leakage and crosstalk RF sub-system related errors
15 Receiver dynamic range RF sub-system related errors
16 Multiple reﬂections Environmental related errors
17 Chamber Reﬂection Environmental related errors
18 Random Amp/Phase Errors Environmental related errors
Table 2.2: NIST 18 term error
To characterise an antenna fully and in order to perform a near- to far-
ﬁeld transformation, two data sets are necessary. A measurement in which the
probe and the AUT's E-ﬁelds are aligned and a second measurement where
the probe is rotated by 90◦, resulting in the E-ﬁelds being orthogonal to each
other [11][10]. The two expressions that describe the measurements are:
Ic = AcEc + AxEx (2.4.1)
Ix = AcEx + AxEc (2.4.2)
Where:
Ic: measured co-polarised response (probe orientated horizontally)
Ix: measured cross-polarised response (probe orientated vertically)
Ac: true co-polarised AUT response
Ax: true cross-polarised AUT response
Ec: probe's co-polarised response
Ex: probe's cross-polarised response
Note that at some measuring facilities, two diﬀerent probes or a dual-port
probe is used for the two measurements, but at the US anechoic chamber only
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one probe is used for both measurements, and rotated to measure the two
polarisations.
To extract the AUT's response the equations can be written in matrix
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The term, Ex
Ec
is referred to as polarisation purity (ρ) and is an indication
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The ﬁrst term in equations 2.4.3 and 2.4.4 describes the inﬂuence of the
probe radiation pattern on the measurement. The second term in the above
equations give the amount of power leaking through because of the cross-
polarised component of the probe. This is best explained by an example.
Figure 2.16 shows the results of a planar near-ﬁeld scan done on an X-band
horn antenna. An open-ended-waveguide probe(NSI-RF-WR90) was used for
the measurement and the probe's radiation pattern is also displayed on the
graphs. Table 2.3 contains data extracted from the graphs in order to highlight
certain aspects of the probe correction.
(a) Co-polarised pattern, with ﬁrstly pattern correction ( IcEc ) and then polarisation
correction (ρ IxEc ) applied. The probe co-polarisation pattern is also displayed.
(b) Cross-polarised pattern, with pattern correction ( IxEc ). Polarisation correction
(ρ IcEc ) is added and subtracted to indicate the pattern limits. The probe cross-
polarisation pattern is also displayed.
Figure 2.16: Transformed far-ﬁeld radiation patterns of a PNF-scan (X-band
horn) with pattern and probe polarisation correction applied
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Co-Polarisation measurement results
θ Ic [dB] Ix [dB] Ec [dB] Ex[dB]
Ic
Ec







-60◦ -24.15 -79.48 -2.35 -36.92 -21.80 -111.69 -21.79 -21.80
-30◦ -17.24 -53.93 -0.69 -34.69 -16.54 -87.24 -16.54 -16.55
0◦ 0.00 -37.44 0.00 -31.28 0.00 -68.71 0.01 0.00
30◦ -18.18 -46.09 -0.69 -33.89 -17.50 -78.60 -17.49 -17.50
60◦ -22.87 -67.50 -2.36 -34.58 -20.51 -97.36 -20.51 -20.51
X-Polarisation measurement results
θ Ic [dB] Ix [dB] Ec [dB] Ex[dB]
Ix
Ec







-60◦ -24.15 -79.48 -2.35 -36.92 -77.12 -56.36 -55.60 -57.19
-30◦ -17.24 -53.93 -0.69 -34.69 -53.24 -50.54 -45.77 -62.01
0◦ 0.00 -37.44 0.00 -31.28 -37.44 -31.27 -27.80 -37.14
30◦ -18.18 -46.09 -0.69 -33.89 -45.40 -50.70 -41.63 -52.21
60◦ -22.87 -67.50 -2.36 -34.58 -65.14 -52.73 -50.86 -55.11
Table 2.3: AUT probe pattern correction
As can be seen in ﬁgure 2.16a, the AUT co-polarisation pattern is domi-
nated by the ﬁrst term in equation 2.4.3 ( Ic
Ec
) and the second term (ρ Ix
Ec
) has
little or no inﬂuence in the corrected pattern.
On the other hand the cross-polarisation pattern (ﬁgure 2.16b is mainly
inﬂuenced by the second term of equation 2.4.4. The polarisation correction
term is added, but can also be subtracted to apply the correction because
the phase is unknown. This results in an upper and lower limit of the cross-
polarisation pattern and the actual pattern would be somewhere in between.
The inﬂuence of the probe's radiation pattern on the co-polarisation and
cross-polarisation pattern of the AUT is even better presented in Table 2.3
than in ﬁgure 2.16.
Probe relative pattern
In the process of a near-ﬁeld scan, the probe can either move across the aper-
ture of the AUT (planar near-ﬁeld-scan (PNF-scan)) or the AUT can rotate
in a sphere (spherical near-ﬁeld-scan (SNF-scan)) in front of the probe. At
the data acquisition points where the two antenna main beams are not exactly
aligned, the probe's radiation pattern start "corrupting" the data measured.
This is illustrated in ﬁgure 2.17. The probe and the AUT radiation patterns
both contribute to the measurement, and pattern correction needs to be ap-
plied to the probe's inﬂuence and extract only the data that is relevant to the
the AUT. This is explained in the previous section and is done by applying
the ﬁrst term of equations 2.4.3 and 2.4.4 to the measured data.
As can be seen in ﬁgure 2.17, larger errors will occur during PNF-scans
than during SNF-scans, because when boresight (front on) measurements are
done, no pattern correction is necessary, as is the case for SNF-scans with
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(a) PNF-scan: AUT and probe aligned (b) PNF-scan: Probe moved by ∆x
(c) SNF-scan: AUT and probe aligned (d) SNF-scan: AUT rotated through θ
Figure 2.17: Probe pattern inﬂuence on AUT's pattern
the AUT mounted on the centre of rotation. For the PNF-scan, however, the
probe moves in a plane in front of the AUT. The result is that most acquisition
points are at a delta distance from the (0,0) position and an error in amplitude
measurement is created.
This is illustrated in ﬁgure 2.18 where a X-band horn is measured with
a PNF-scan and the measurement repeated with a SNF-scan. The transfor-
mation for both measurements are done with and without probe correction
and the RMS-value is taken of the diﬀerence. It can be seen that the error
is extremely small for the SNF-scan and much larger for the PNF-scan. Ac-
cording to Parini et al. [10] probe correction is in some instances not done for
SNF-scans and from the above example it can be seen why it may be omitted.
Probe polarisation purity
The second aspect to consider is the fact that the probe's cross-polarisation
component is not inﬁnitely small. Therefore, some power is leaking through as
a result of the cross-polarisation component of the probe. As mentioned in the
introduction of this section, the term describing the probe co-cross polarisation
relationship is called polarisation purity and represented by the symbol, ρ. It
forms part of equations 2.4.3 and 2.4.4 and has a particularly large inﬂuence
in the cross-polarisation pattern.
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(a) X-band horn measured with a PNF-scan
(b) X-band horn measured with a SNF-scan
Figure 2.18: Illustration of the importance of probe correction on PNF-scans
vs. SNF-scans
Probe alignment
Another contributor to probe or illuminator errors is probe misalignment.
There are two possibilities to consider - ﬁrstly if the probe's aperture is not
orthogonal to the axis on which the antenna and the probe is aligned, an axial
pointing misalignment results (ﬁgure 2.19a); secondly a rotation in the probe's
aperture will have the eﬀect that the probe polarisation vector is misaligned
with respect to the deﬁned axis (ﬁgure 2.19b).
The result of these types of misalignments is that the radiation pattern data
used for the pattern correction does not correlate with the probe's radiation
pattern used for the measurement. Another aspect is that the rotation of
the probe around the polarisation-axis will cause sampling of unwanted ﬁeld
components. (Note: The probe is mounted on a rotatable stage to be able
to measure co- and cross-polarisation components. This stage is commonly
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(a) Probe axial pointing misalignment (b) Probe polarisation tilt misalignment
Figure 2.19: Probe alignment errors
known as the pol-stage and the axis of rotation associated with it, the pol-
axis.
As was the case in the previous sections, the error due to probe misalign-
ment is more acute for PNF-scans than for SNF-scans. This is true because
the broad beamwidths of probes makes the SNF-scanners more immune to
small misalignments.
2.4.2 Mechanical related errors
When spherical near-ﬁeld to far-ﬁeld transformations are done, the assumption
is made that the data was captured over a perfect spherical surface. Mechanical
misalignment will result in a less than perfect sphere. It is therefore critical
that the alignment of the spherical near-ﬁeld scanner is within speciﬁcation
and with minimum deviations from the ideal positions.
The spherical near-ﬁeld scanner at US has three rotational stages. Each of
these stages should be aligned vertically and horisontally and also aligned to
each other.
Spherical scanner alignment
The sphere on which the data of the AUT is captured, is formed by two
rotational axes, the θ-axis and the φ-axis, as seen in ﬁgure 2.20. The θ-axis
is vertical and should be in line with gravitational vector. The φ-axis on the
other hand is horizontal and normal to the gravitational vector. These two
vectors should be intersecting and orthogonal to each other. If these criteria
is met, a perfect sphere will form when the AUT are rotated.
Polarisation-stage alignment
A complete data set required for the near- to far-ﬁeld transformation is com-
posed of two measurements. In the case of linearly polarised antennas a
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Figure 2.20: SNF-scanner axis conﬁguration
co-polarisation measurement as well as a cross-polarisation measurement are
taken. When doing an SNF-scan of a circular polarised antenna, two data sets
are also recorded, one with the linearly polarised probe's E-ﬁeld horizontal
and another with the same probe's E-ﬁeld in a vertical position. The probe
must therefore be able to rotate through at least 90◦. The pol-axis should be
horizontal and normal to the gravitational axis.
Inter-stage pointing vector alignment
It is important that the φ-axis of the AUT and the pol-axis of the probe
are aligned. If the φ-stage and the pol-stage are vertically and horizontally
aligned, but the pol-axis does not originate on (x,y)=(0,0), the pol-axis would
be parallel to the φ-axis. Hansen [4] discuss the inﬂuence of mechanical errors
in chapter 6 of his book and according to the author a misalignment of the
inter-stage pointing vector will cause a smaller aperture over which the samples
are taken. This will result in a small error in directivity, but it can also have
an inﬂuence on the sidelobe level.
2.4.3 Absolute power level related errors
The errors associated with the absolute power level inﬂuence only the absolute
peak gain of the antenna under test and not any relative measurements such
as sidelobe level or cross-polarisation. It can therefore be omitted if gain
uncertainty is not done [10].
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Gain standard
This term only applies to gain measurements methods where the probe is the
gain standard or the antenna under test gain is calculated by comparing it
to a standard gain horn. These type of techniques are referred to as gain
replacement methods (discussed in section 2.2.2). As mentioned in the in-
dicated section, the University of Stellenbosch's measuring facility does not
own standard gain horns or calibrated probes. The gain is measured by di-
rect measuring techniques, such as the two and three antenna methods. This
uncertainty is therefore not applicable to the facility under evaluation.
Normalisation constant
The normalisation constant combine all the possible amplitude errors. This er-
ror results from, amongst other things, connector repeatability, receiver linear-
ity and amplitude drift. It can be measured by performing repeated measure-
ments. The diﬀerences between the measurements can be used to calculated
the uncertainty.
Impedance mismatch error
The input impedances of the AUT, the probe and the network cables diﬀer.
When the gain replacement method is used to measure the gain of the AUT
there is a diﬀerence in the combination of each connection's reﬂection coeﬃ-
cient. This leads to a diﬀerence in the amount of power that gets transferred
for each connection. This should be taken into account if this speciﬁc gain
method is used for gain measurements.
On the other hand, when the absolute gain method is used, the loss, as a
result of the impedance mismatch, forms part of the measurement, the reason
being that a response calibration is done at the antenna ports, which then
becomes the calibrated interface. When a particular antenna is connected to
these interfaces, the same mismatch is seen every time and this forms part of
the particular antenna's measurement as illustrated in ﬁgure 2.1. Thus, using
the absolute gain method, realised gain and not absolute gain is the result.
As mentioned before, at the US measuring facility, gain is only measured
with the absolute gain method (two or three antenna method). Consequently,
the impedance mismatch error become irrelevant for the chosen measurement
method.
2.4.4 Processing related errors
Aliasing
Aliasing errors occur when the spatial sampling density of a signal is too low
and not enough information about the signal is gathered to reconstruct it.
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There are two diﬀerent sampling options to take into account when aliasing
errors in a near-ﬁeld measuring system is considered. Firstly, when dealing
with linear sampling, as in the case of planar near-ﬁeld scanning or the ele-
vation axis of a cylindrical near-ﬁeld scanner, the Nyquist theorem must be
adhered to.
The Nyquist theorem stipulates that to prevent aliasing, a signal must be
sampled at a minimum of λ
2
intervals, where λ is the wavelength of the highest
frequency. For linear scans, this would be the minimum distance between
sampling points.
However, in the case of angular sampling, the angular sampling density is
speciﬁed as [3][20]:










with 10 a safety factor to ensure that all modes are captured.
The MRE is deﬁned as the minimum radius of a sphere, with its center at the
origin of the θ/φ-coordinate system, that completely encapsulates the AUT.
When the number of samples as speciﬁed in equation 2.4.6 is taken, the sample
density is large enough to capture all the spherical wave modes that contribute
to the spherical wave expansion beyond the reactive region [10][3]. By obtain-
ing a suﬃcient number of modal coeﬃcients, spherical wave expansion can be
applied and the AUT's far-ﬁeld can be determined [21].
Measurement area truncation
Far-ﬁeld transformation can only be done if all the energy of the AUT is
captured when a near-ﬁeld scan is done [15]. This, however, is not possible.
For example, when a PNF-scan is done, the scan-area would have to stretch
to inﬁnity to capture all the energy. The question is therefore not whether
there is measurement area truncation, it is, how much truncation is allowed
before it inﬂuences the near- to far-ﬁeld transformation? The recommendation
is that the scan area should at least be large enough to capture the energy to
at least -30 dB, preferably -40 dB below the peak value [3]. This holds true
for PNF- as well as SNF-scans. This limits the antennas that can be measured
with PNF-scans to directive antennas. Although it is easier to achieve this
recommendation with a SNF-scan, the operator should keep in mind that a
portion of the AUT is concealed from the probe by the mounting structure
during the full sphere scan.
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2.4.5 RF sub-system
Receiver amplitude linearity
An important speciﬁcation of the receiver is the ability to measure accurately
and linearly over a large range of amplitude values. This is referred to as re-
ceiver amplitude linearity [10]. The receiver amplitude linearity is determined
by the linearity of the network analyser.
System phase error
Near- to far-ﬁeld transformations require both amplitude and phase informa-
tion. The phase stability of the system is inﬂuenced by the movement of the
cables, the rotary joints and the phase stability of the receiver itself [10][3].
Leakage and crosstalk
Leakage and crosstalk refer to a scenario where some of the received signal is
from a source other than the AUT's transmitted signal [3][10]. The unwanted
signal has three main sources - the ﬁrst originates from crosstalk between the
measurement and reference channels; the second from the system such as badly
shielded cables, connections and malfunctioning joints; the third from biasing
errors in the receiver's detector [22].
Receiver dynamic range
The Agilent PNA-X network analyser datasheet deﬁnes the system dynamic
range as "the maximum leveled output power minus the noise ﬂoor" [23].
However, all the components of the measuring facility need to be taken into
account when the dynamic range of the system is determined because the losses
in the rest of the system lessen the maximum received power. Therefore the
speciﬁcation of the network analyser is an inadequate deﬁnition to determine
the dynamic range of a measuring facility. Consequently, the dynamic range of
the measuring facility can be re-deﬁned as the diﬀerence between the maximum
possible input the receiver can obtain, after the losses of the system are taken
into account, and the minimum receiver input signal that the receiver is able
to distinguish from the noise ﬂoor [10].
2.4.6 Environmental related errors
By using an anechoic chamber as an environment for the spherical near-ﬁeld
scanner, an ideal free-space environment is aimed for. This is unfortunately
only achievable in theory because the AUT and probe need to be mounted
onto something, and although the walls and ﬂoors are covered with absorbing
material, there are limits to its absorbing performance, especially with regards
to low frequencies. The absorbing material's speciﬁcation is also made on the
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assumption the incident wave is perpendicular to the absorbing material and
the performance changes when the angle is anything other than 90◦.
Multiple reﬂections
Probe structure reﬂections are the result of multiple reﬂections between the
structures that hold the AUT and the probe in position as well as the AUT
and the probe themselves [10][24]. For near-ﬁeld measurements, the separa-
tion distance between AUT and the probe is small. The possibility exists that
some of the transmitted signal will be reﬂected back from the receive antenna's
structure and then again to the transmit antenna's structure. This reﬂected
signal could bounce back and forth between the antennas. The antenna will re-
ceive these reﬂected signals and depending on the distance and the wavelength,
the signals will either add or subtract to the primary transmitted signal and
change the net result.
Chamber reﬂection
Chamber reﬂection is also known as room scattering. These reﬂections occur
not between the probe and the AUT, but between the AUT and the environ-
ment such as the walls and ﬂoor. It is the added signal, which originate from
multipath, to the direct signal. Where multipath is deﬁned by Slater [11], as
"multiple propagation paths between stationary objects".
Random amplitude/phase errors
This random error is a combination of all variations in amplitude and phase
that might occur when there are no changes made to the system [10][3]. This
error and the uncertainty associated with it can, therefore, be viewed as the
absolute minimum error that is measurable, and can be considered the error
ﬂoor of the system.
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Chapter 3
Error Analysis of US anechoic
chamber
In chapter 2 possible errors that can occur in antenna measurements are dis-
cussed. This chapter will systematically evaluate these errors. Newell [25] and
Yaghjian [24] state that the evaluation can not simply be done by measur-
ing near-ﬁeld patterns and comparing them with a set of measured far-ﬁeld
patterns because both measured patterns contain uncertainties. Evaluation
measurements, therefore, have to be done in such a way that a given change
between two measurements, would enable the extraction of the error under
investigation. The NIST 18 term error analysis is a method widely used to
evaluate measurement errors and consequently determine the associated mea-
surement uncertainty. This method not only uses measurements as a tool for
evaluation, but error equations and computer simulations also form part of the
assessment. The evaluation method for the diﬀerent error terms is indicated
in Tabel 3 [3][10][25].
The analysis can also be grouped into errors that can be associated with
the main beam area and errors that have a bigger inﬂuence on the sidelobes.
This distinction is also highlighted in Table 3.
# Source of Error Evaluate with Impact
Probe/Illuminator related errors
1 Probe relative pattern Measurement Sidelobe
2 Probe polarisation purity Measurement Cross-pol
3 Probe alignment error Simulation Sidelobe,
Cross-pol
Mechanical/Positioner related errors
4 Spherical scanner alignment Simulation Sidelobe,
Cross-pol
5 Pol-stage alignment Simulation Sidelobe
42
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# Source of Error Evaluate with Impact
6 Inter-stage pointing vector
alignment
Simulation Sidelobe
Absolute power level related errors
7 Gain standard N/A N/A
8 Normalisation constant Measurement Gain






11 Measurement area trunca-
tion
Measurement Sidelobe
RF sub-system related errors
12 Receiver amplitude linear-
ity
Measurement Sidelobe
13 System phase error Measurement Sidelobe
14 Leakage and crosstalk Measurement Low impact
15 Receiver dynamic range Measurement Gain,
Sidelobe
Environmental related errors
16 Multiple reﬂections Measurement Gain,
Sidelobe
17 Chamber Reﬂection Measurement Gain,
Sidelobe
18 Random Amp/Phase Errors Measurement Low impact
Table 3.1: NIST 18 term error.
3.1 Probe/illuminator related errors
3.1.1 Probe pattern correction for the SNF-scanner
As described in section 2.4.1, and shown in ﬁgure 2.17, pattern correction is
more of an issue when a planar near-ﬁeld scan is done, compared with when a
spherical near-ﬁeld scan is performed. However, for a full evaluation, pattern
correction for SNF-scans must be evaluated, speciﬁcally on how much the
probe's radiation pattern inﬂuences the far-ﬁeld result of an SNF-scan.
The co- and cross-polarisation patterns of two probes (overlapping in fre-
quency from 4 to 6 GHz) were measured and are displayed in ﬁgure 3.1. The
NSI-RF-WR187 is an open-ended-waveguide probe and the NSI-RF-RGP10
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(a) NSI-RF-RGP10 Azimuth co- and cross-polarisation patterns
(b) NSI-RF-WR187 Azimuth co- and cross-polarisation patterns
Figure 3.1: Probe radiation patterns of diﬀerent types of probes
is a wide frequency-band ridge-guide horn probe. As seen in ﬁgure 3.1, the
beamwidths of these two antennas diﬀer signiﬁcantly.
The NSI2000-software has an option to do a transformation with or with-
out probe correction. The AUT was measured with both probes and the
transformations done with the pattern correction option turned on and oﬀ for
both. The results are displayed in ﬁgure 3.2. Small diﬀerences in the trans-
formed patterns with and without correction are observed. When the patterns
are subtracted from each other and an RMS-value is calculated, the RMS-
value of the NSI-RF-RGP10 (horn probe) measurement is larger than that of
the open-ended-waveguide measurement. This implies that correction done
for the NSI-RF-RGP10 (horn) is more critical than for the NSI-RF-WR187
(open-ended-waveguide). This is exactly the reason why the horn probe is
unsuitable for PNF-scans because of it's narrow beamwidth.
To conclude the investigation of the eﬀect of the probe radiation pattern
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(a) AUT measured with NSI-RF-RGP10
(b) AUT measured with NSI-RF-WR187
Figure 3.2: AEL 2-18 GHz horn measured with two diﬀerent probes, with and
without probe correction turned on
on SNF-scans, consider the probe corrected radiation patterns of an AEL 2-
18 GHz horn displayed in ﬁgure 3.3. This result gives an indication of how
little diﬀerence the type of probe makes in a spherical near-ﬁeld scan. The
RMS-value of the diﬀerence between the two measurements was calculated
as -47.32 dB. This indicates an uncertainty of 0.037 dB for the main beam
and 1.109 dB for a -30 dB sidelobe. This diﬀerence in pattern measurement
can probably be more attributed to the repeatability of a measurement set-up
rather than errors due to probe correction. A more in-depth investigation into
AUT alignment will be done in the section dealing with mechanical alignment
errors.
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Figure 3.3: AEL 2-18 GHz, measured with diﬀerent types of probes
3.1.2 Probe polarisation purity
As discussed in section 2.4.1, polarisation purity typically only has an inﬂuence
on the cross polarisation patterns. The eﬀect of the polarisation is also more
acute at lower levels of sidelobes, and unlike pattern correction, which mainly
inﬂuences only PNF-scans, polarisation correction is applicable to SNF-scans
as well.
At the measuring facility of Stellenbosch University a whole range of probes
is available for measurements. For the frequency band of 0.75 - 3.85 GHz, only
SNF-scans are done, since the available probe is the NSI-RF-RGP10 horn.
From 3.85 GHz upwards, OEWG-probes are used and both SNF- and PNF-
scans can be done.
The cross-polarised level of the NSI-RF-RGP10 is speciﬁed at < -25 dB,
but measured much lower as seen in ﬁgure 3.1. The OEWG-probes were
measured at <-30 dB. No probe cross-polarisation correction is done by the
NSI2000-software for OEWG-probes. The cross-polarisation is assumed to be
inﬁnitesimally small and a theoretical value of -300 dB is used.
The cross-polarised patterns that the NSI2000 software produces when
OEWG-probes are used, must be viewed as uncorrected cross-polarised radi-
ation patterns. It is clearly illustrated in ﬁgure 2.16b that the cross-polarised
pattern changes signiﬁcantly when polarisation correction is applied.
3.1.3 Probe alignment
Probe axial misalignment
Probe axial misalignment produces a shift in the angular pattern of the probe.
According to Parini et al. [10] only a small portion of the probe pattern
illuminates the AUT when a SNF-scan is done. This is illustrated in ﬁgure
2.17c and 2.17d, and since the probe's beamwidth is wide, especially when a co-
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polarisation measurement is done, it seldom has an inﬂuence on the accuracy
of the results.
To calculate how large the eﬀect of the probe misalignment is, the slope of
the probe pattern can be multiplied by the angular uncertainty [10]. The slope
of the co-polarisation pattern of the open-ended-waveguide probe can be seen
in ﬁgure 3.1b and it is estimated at 0.06 dB/◦ and if an axial misalignment of
±0.5◦ is assumed, the uncertainty is calculated at ±0.03 dB.
To conﬁrm that the inﬂuence of the probe axial misalignment is extremely
small, reference is made to the Hansen study 3.2.1 in section 3.2.1. This is
reference in the next section that deals with mechanical errors, but it is also
applicable to probe alignment. Hansen induced a 0.1λ error in a simulation
and calculated what the eﬀect this would have on the far-ﬁeld radiation pat-
terns. His results are reproduced in ﬁgure 3.4. Item (5): Pol-axis horizontal
misalignment and (6): Pol-axis vertical misalignment deal with probe axial
misalignment. As can be seen, the eﬀect of a probe axial misalignment on the
radiation pattern is very small.
Probe tilt misalignment
To align probes and antennas at the measuring facility at the University of
Stellenbosch, a Starrett 98-6 6-inch precision level is used. The accuracy of
the level is speciﬁed as 0.42 mm/m or 0.024◦. Once again reference is made
to the Hansen study (ﬁgure 3.4, (7) Probe axial rotation) and again an error
larger than what we can achieve in alignment accuracy, is introduced.
The eﬀect is only visible in the cross-polarisation pattern and negligible in
the co-polarisation patterns. If the set-up is done with precision, the probe
alignment should be of very little concern, especially in co-polarisation pat-
terns.
3.2 Mechanical related errors
The success of near-ﬁeld measurements is based on the accurate sampling
of data at speciﬁc positions. Therefore, the basis on which transformations
are done, rests on the assumption that data is sampled on a perfect sphere
containing the antenna. The sphere's radius and distance of the centre to the
probe, are known [26].
An in-depth study of the eﬀects of mechanical errors on the transformed
patterns and gain was done by Hansen and will be discussed here. Further-
more, the SNF-scanner was evaluated to determine whether it is within the
manufacturer's speciﬁcations and allowed tolerances. If this is the case, we
can conclude that the SNF-scanner should render reliable results.
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3.2.1 The Hansen study
It is diﬃcult to assess the errors due to mechanical misalignment. Parini et al.
[10] used ﬁnite element analysis to predict the deformation in the mechanical
structures onto which the antenna and probe are mounted. The deformations
were introduced in simulations to see what the eﬀect on the radiation patterns
was. However, the SNF-scanner conﬁguration in Parini's investigation is dif-
ferent from the scanner at the University of Stellenbosch and therefore results
are not directly applicable.
Hansen [4], in his book on spherical near-ﬁeld antenna measurements, fol-
lowed a similar route, but did not analyse the mechanical structure separately.
He inserted one misalignment error at a time into a simulation to examine
what eﬀect that particular inaccuracy has on the transformed patterns. He
did his evaluation on the same type of spherical near-ﬁeld scanner that is used
at the University of Stellenbosch. The results would therefore be a good indi-
cation of what can be expected under similar circumstances.
The potential errors are listed by Hansen [4] as:
1. Non-intersection of the φ- and the θ-axis. A lateral displacement of the
φ-axis.
2. Horizontal misalignment of the φ-axis when θ = 0◦. There is a oﬀset
angle between the z-axis and the φ-axis vector. In other words the φ-
stage interface is not parallel to the x-y plane on which the probe is
mounted.
3. Vertical misalignment of the φ-axis when θ = 0◦. The φ-axis vector is
not perpendicular to the gravitational vector.
4. Incorrect maximum radial extent (MRE). The MRE is the radius of the
sphere that encapsulate the antenna. The origin of the sphere is the
intersection of the φ- and the θ-axis.
5. Horizontal displacement of the probe. The pol- and φ-axis are parallel
to each other on the horizontal plane.
6. Vertical displacement of the probe. The probe has a vertical oﬀset on
the vertical plane.
7. The probe has an axial rotation.
8. Inaccuracies in the positions of the sampling points.
A D = 30λ reﬂector antenna is used for the simulations and small errors
of 0.1λ or 0.1◦ were introduced into the model. The results of Hansen's study
are shown in ﬁgure 3.4.
Stellenbosch University https://scholar.sun.ac.za
CHAPTER 3. ERROR ANALYSIS OF US ANECHOIC CHAMBER 49
Figure 3.4: The potential errors listed by Hansen [4]
3.2.2 Implication of the Hansen study on the
mechanical related errors
The mechanical errors of NIST18-term analysis can be correlated with the
Hansen study that was discussed in the previous section. The aim of this
section is to highlight which errors do apply and conclude how they inﬂuence
uncertainty.
Spherical Scanner alignment: There are three components to consider
when one looks at spherical misalignment: Firstly the non-intersection of the
θ- and φ-axis, secondly the horizontal alignment of the φ-axis which should be
orthogonal to the gravitational vector, and thirdly the θ-axis alignment to the
gravitational vector.
These aspects relate to (1) non-intersection of the θ- and φ-axis, (2) hori-
zontal misalignment of the φ-axis and (3) vertical misalignment of the φ-axis.
The vertical misalignment of the φ-axis produces the same error as when the
θ-axis is not parallel to the gravitational vector.
When considering the errors induced in the Hansen study, it is clear that
all three factors have almost no inﬂuence on the main beam. When the θ-axis
is not vertical it increases the cross polarisation level to a measurable value
of -55 dB for an added error of 0.1◦. If the φ-axis is not horizontal it has the
largest eﬀect and in particular on the ﬁrst sidelobe level which is changed by
1.2 dB. For this reason, because the alignment error causing this change, are
small, care should be taken with the alignment of the spherical scanner.
Polarisation-stage alignment: The polarisation-stage misalignment refers
to the probe alignment, items (5) and (6) in the Hansen study. Small errors
can be expected in the main beam, but the horizontal pol-axis misalignment
can introduce a signiﬁcant error in the sidelobe level.
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Inter-stage pointing vector alignment: Item (5) refers to the horizon-
tal displacement of the probe. The result is that the pol-axis and the φ-axis
are parallel, but not on top of each other. In other words, the inter-stage
vectors are not aligned. Hansen mentions in his discussion of the results that
it not only aﬀects the sidelobe level, but the beamwidth becomes narrower
as seen from the table in the ﬁrst null position that changes. This is small,
however in relation to the sidelobe level that changes by 1.6 dB, which is a
rather signiﬁcant change.
3.2.3 Calibration and evaluation of the US SNF-scanner
The approach taken in this assessment of the mechanical related errors was to
evaluate the hardware set-up and check whether it is within the allowed toler-
ances. This was done by using calibration and measuring techniques proposed
by NSI-MI Technologies. An electrical alignment script is available with the
NSI-software and this tool was used to ﬁne tune the alignment.
The following steps were taken to calibrate and align the spherical nearﬁeld
scanner:
1. Prepare the facility for calibration by indexing the linear- and rotation-
axis.
2. Calibrate the laser with the manufacturer's procedure.
3. Determine the centre of rotation of the SNF-scanner.
4. Establish the height of the φ-stage. The height of the φ-stage is at a
ﬁxed position and therefore also determines the height of the pol-axis.
5. Set the height (y-axis) of the pol-axis to the height of the φ-axis.
6. The position of the pol-axis on the x-axis should coincide with the φ-axis.
7. Adjust the direction in which the pol-stage is pointing.
8. Align the φ-stage horizontally and vertically with the z-axis and the
gravitational vector .
9. Fine-tune the alignment with the electrical alignment tool.
Pre-calibration preparation:
Before the calibration procedure is started, it is important to index all the
axes. Indexing entails moving the axes of the system to their respective zero
positions. This is necessary because if any adjustments need to be done to the
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system when it is calibrated, it is necessary to start from a known position.
As mentioned in chapter 2, the measuring facility does not only have a
spherical near-ﬁeld scanner, but also a planar near-ﬁeld scanner and the op-
tion of far-ﬁeld measurements. These diﬀerent scanners are all integrated. The
probe of the SNF-scanner is also the probe of the PNF-scanner. This is shown
in ﬁgure 2.20.
The x- and y-axis zero position is the position of the probe of the SNF-
scanner. These axes have hard stops, implemented with a limit switch at the
furthest point on the negative axes. An index oﬀset is pre-programmed in the
NSI-software. When the x-axis is indexed, the tower on which the pol-stage is
mounted moves slowly in a negative direction towards the limit switch. When
the switch is touched, the tower moves back with a predetermined oﬀset dis-
tance. This is the x = 0 position.
The y = 0 indexing is done much in the same way, except that the tower is
stationary and the pol-stage move in a negative direction on the y-axis until
it hits the y-axis limit switch. The pol-stage then travels back the pre-set
distance to the y = 0 position.
The three rotational axes (θ-, φ- and pol-axis) all have soft limits. These
axes are able to rotate much further than 360◦. The zero positions of the
φ- and pol-axis rotational axes are not that critical, because during measure-
ments the AUT's and the probe's levels must always be ﬁne-tuned with the
precision level. It does however make sense that the zero position is close to
the middle of the angular range in order to avoid hitting a limit switch during
measurement. The θ-axis' zero position on the other hand, is critical, because
it determine the φ-axis direction on the horizontal plane.
The indexing of the rotational axes is done in the same manner as the x-
and y-axis and this is done by using the NSI-software indexing option. The
selected stage rotates slowly in a negative direction, until it gets to the the
soft limit and then rotates back by a pre-determined angle.
Laser calibration:
One of the critical tools used in the evaluation process of the chamber is a
Bosch GPL5E 5-point laser. A check was done to ensure the performance of
this instrument was within speciﬁcation. The evaluation was done in accor-
dance with the manufacturer's instructions. The three axes of importance to
our evaluation of the SNF-scanner are the two lateral axes and the vertical
axis from the laser to the ground.
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To check whether the lateral beams are aligned, the laser is mounted on a
tripod and shone onto a wall a distance away, as can be seen in ﬁgure 3.5a. The
position of the beam marked on a piece of paper. The laser is rotated through
180◦ and the position of the beam is marked again. The vertical diﬀerence in
height between the beam positions is recorded. It is worthwhile to note that
an increased distance accentuates the diﬀerence in height.
The manufacturer speciﬁes an allowable error of 0.3 mm/m. The following
results were recorded:
Distance measured: A = 12.3 m
Acceptable error = A x 0.3 mm/m
= 3.7 mm
Height measurement: d = 2.5 mm
The vertical beam orthogonality was checked by placing a mirror on the ground
to reﬂect the beam back to the laser. The height of the laser was also increased
to maximise the beam travelling distance. The distance between the incoming
and the outgoing beam was measured as seen in ﬁgure 3.5b.
When applying the manufacturers formula the following result was recorded:
Distance measured: B = 1.95 m x 2 = 3.9 m
Acceptable error = B x 0.3 mm/m
= 1.17 mm
Diﬀerence measured: d = 1 mm
The laser's performance was evaluated according to the manufacturer's cali-
bration procedure and it was found to be within speciﬁcation.
Centre of rotation:
When making reference to the centre of rotation, it is the θ-stage's centre of
rotation that is referred to. This point is determined by a 4-point technique.
A piece of cardboard is placed over the θ-stage and the laser is pointed to
the proximity of the centre of rotation. The SNF-scanner is rotated to four
positions, 0◦, 90◦, 180◦ and 270◦. At each angle the position of the laser is
marked. The intersection of connecting lines between the 0◦ and 180◦ positions
and the 90◦ and 270◦ positions, is the centre of rotation.
The laser is then set to a position where the vertical beam of the laser points
to this intersection.
Height of the φ-stage:
As mentioned in the introduction of section 3.2.3, the height of the φ-stage de-
termines the height of the SNF-scanner. Therefore the next step is to align the
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(a) Lateral beams evaluation
(b) Vertical beam evaluation
Figure 3.5: Laser calibration
horizontal beam of the laser with the height of the φ-stage, while at the same
time keeping the vertical beam pointing to the θ-axis' centre of rotation. The
alignment of the horizontal axis of the φ-stage is not important at this point
of the calibration. It will be set later in the process. A custom made target
plate is ﬁtted to the φ-stage and the height of the laser adjusted accordingly.
The set-up is displayed in ﬁgure 3.6. It is very important that the laser is not
moved after the vertical and horizontal position is established.
Stellenbosch University https://scholar.sun.ac.za
CHAPTER 3. ERROR ANALYSIS OF US ANECHOIC CHAMBER 54
Figure 3.6: Laser mounted in chamber to calibrate the system
Height of the pol-stage:
The height of the pol-stage is set by placing the target-plate in the centre
of the pol-stage and moving the pol-stage up or down on the PNF-scanner's
y-axis until the target plate is vertically aligned with the lateral beam of the
laser. The target-plate mounted on the pol-stage with the laser directed to
the plate can be seen in ﬁgure 3.7a. The lateral beams of the laser indicate
the centre-line of the the range. The index-oﬀset of the NSI-software needs to
be adjusted with the delta oﬀset on the y-axis. The procedure to accomplish
this can be found in the NSI2000 software manual [15].
Horizontal position of the pol-stage:
As discussed in the pre-calibration preparation, the probe can be moved on
the x-axis of the PNF-scanner. The pre-set index oﬀset of the x-axis can be
modiﬁed in the same manner as the y-axis oﬀset if it is found that the pol-stage
does not align horizontally with the range centre line.
Optimise the pol-stage pointing:
For a perfectly aligned pol-stage, its interface surface must be ﬂat with respect
to the x/y-plane. To perform this check, the target plate is replaced by a
mirror. An available script "TestMove.bas" allows the operator to continuously
rotate the pol-axis and observe to the pattern of the reﬂected laser beam in
the window of the laser. Shim stock can be used to adjust the pol-stage tilt
in order for the reﬂected beam to form a circle with its centroid around the
outgoing of the laser. The allowable radius of the circle is 10 mm.
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(a) Target mounted on the Pol-stage
(b) Mirror mounted on the φ-stage
Figure 3.7: Evaluation and adjustment of pol- and φ-stage
φ-stage alignment:
The φ-axis must be parallel to the centre-line of the system, intersecting the
θ-axis and also be normal to the gravitation vector. The φ-stage target plate
is replaced by the mirror. The index oﬀset of the θ-stage needs to be recorded
for later use. By running the "TestMove.bas"-script, the φ-stage is put in a
continuous mode of rotation. The reﬂected beam pattern can be observed on
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the laser. Rotate the θ-axis until the centre of the circle is horizontally aligned
with the outgoing beam from the laser. The tilt of the stage can be adjusted
by losing the four bolts of the φ-stage and placing shim stock underneath it.
It is only necessary to modify the vertical tilt. The horizontal alignment is
accomplished by rotating the θ-stage. When the trajectory of the incoming
beam is within the allowed radius of 5.08 mm of the outgoing beam, the φ-
stage's alignment is within the allowed speciﬁcation. The θ-axis index oﬀset
is changed to the sum of the original value plus the value of the new position.
This new index oﬀset is saved as part as the NSI2000-software default values.
Electrical alignment:
An electrical alignment technique was developed and presented at the 1998
AMTA symposium by Newell and Hindman [27]. It was incorporated in a
script that forms part of the NSI2000-software. This script is able to detect
the following two aspects of mechanical misalignment:
 θ-stage zero error: the φ-stage vector is not pointing directly into the
pol-stage vector when θ = 0◦.
 Non-intersection of the φ- and the θ-axis.
The script is able to address and correct ﬁrst the misalignment issue, but
the second problem must be manually corrected. The script performs a ﬂip-
test, which entails taking a horizontal cut of the AUT, rotating the AUT
through 180◦ and remeasuring the horizontal cut. By comparing the amplitude
patterns of the two cuts, the θ-stage zero error can be calculated and corrected.
Figure 3.8 show the ﬂip-test results, before and after correction. The phase
pattern is used to determine the oﬀ-set between axes and will recommend what
mechanical adjustments must be made to minimise the error.
A good signal-to-noise ratio is essential for an accurate ﬂip-test. To op-
timise the signal-to-noise ratio, the IFBW and the output power level of the
PNA-X can be adjusted by the NSI2000-software internally. Refer to the soft-
ware operational manual [15] for instructions on how to accomplish this.
Figure 3.9 displays the calculated misalignment of the ﬂip-test before and
after adjustments were made. It is clear how eﬀective this method is to vali-
date and rectify the θ-stage zero misalignment.
In summary, mechanical related errors are diﬃcult to assess and a study
by Hansen was used to show that on SNF-scanners, errors due to mechanical
misalignment have a small inﬂuence on the uncertainty of a measurement. This
statement, however, is only valid if the scanner's set-up is done with precision
and the alignment is within the allowed speciﬁcation of the system.
A comprehensive alignment process was presented and performed on the
system. It is a tedious procedure to do the alignment properly, but it is a
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(a) Flip test before correction
(b) Flip test after correction
Figure 3.8: Electrical alignment script's output - forward and reverse horizon-
tal cut
process that can not be neglected because misalignment will have an inﬂuence
on the accuracy of the measurements.
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(a) Electrical alignment evaluation before corrections
(b) Electrical alignment evaluation after corrections
Figure 3.9: Electrical alignment script results
3.3 Absolute power level related errors
These measurements have only an inﬂuence on the gain uncertainty budget
and not on the shape of the radiation pattern.
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3.3.1 Gain standard
As mentioned in section 2.4.3, this error term applies to comparative gain
measurements and not to the absolute measurements done at the University
of Stellenbosch. This error term is therefore not applicable to the current
measurement processes and will not be assessed.
For use as a reference in the future, standard gain horns that comply with
the U.S. Naval Research Lab Report Report No. 4433, (NRL standard gain
horns) may be used. The gain uncertainty of these is ±0.3 dB according to
the NSI2000 software operating manual and this value is used in the gain
uncertainty budget [15].
3.3.2 Normalisation constant
The normalisation constant was measured by repeating the same measurement
a few times. The only diﬀerence between the measurements was that the cables
to the probe and AUT were fastened and loosened in between measurements.
The temperature was kept constant for the duration of the measurements.
Figure 3.10: Repeated measurement, diﬀerence between measurement 1 and
sequential measurements
The results of the measurement are shown in ﬁgure 3.10. All measurements
were completed within a time-frame of 3 hours. As can be seen, the biggest
deviation was between the ﬁrst and the fourth measurement. An RMS-value
of -49.26 dB was calculated between the diﬀerence of these two measurements.
This represents an uncertainty of 0.03 dB for the main lobe and, since absolute
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power levels are considered, it is not necessary to calculate the uncertainty on
the sidelobe level.
3.3.3 Impedance mismatch error
Impedance mismatch errors do not apply to realised gain that is measured us-
ing the two- and three- antenna gain measuring method. The two- and three-
antenna gain methods fall under the category of absolute gain measurement
methods. This is discussed in section 2.4.3 and depicted in ﬁgure 2.1. The
reason is that when absolute gain measurements are done as is the case when
the two- and three-antenna gain measurement method are used, the impedance
mismatch form part of the measured gain. For this reason, impedance mis-
match errors are not considered in this evaluation.
3.3.4 Absolute gain methods evaluation and results
To evaluate the accuracy of the absolute gain methods that are done at the
measuring facility of the university, antennas with published gain values were
measured and the results were compared with the known results. As stated
in section 2.2.2 the absolute gain method-measurements must be done in the
far-ﬁeld of both antennas.
Two types of calibration can be done. The ﬁrst and most common calibra-
tion type used at the facility is the "thru"-response calibration. A full two-port
calibration can also be performed, but it takes much longer and is only done
in special circumstances.
Comparing results of the two- and three-antenna gain methods
To compare and evaluate the two-antenna gain method, the results of such
a measurement were compared with results from a diﬀerent measurement of
the same antenna. The measurement used for the comparison is described in
the next sub-section. It formed part of the evaluation of three-antenna gain
method. Equation 2.2.5, the formula for the gain of the two-antenna gain
method, is used to calculate the gain of the antennas.
The set-up for the two antenna measurement:
Antennas: AEL-1 2-18 GHz, AEL-2 2-18 GHz
Frequency range: 2 - 5 GHz
Output power: 10 dBm
IF Bandwidth: 10 kHz
Calibration: Thru response calibration
The set-up for the three-antenna gain method:
Antennas: AEL 2-18 GHz, EMCO MODEL 3115 and NSI-RF-RGP10
Stellenbosch University https://scholar.sun.ac.za
CHAPTER 3. ERROR ANALYSIS OF US ANECHOIC CHAMBER 61
Frequency range: 2 - 10 GHz
Output power: 10 dBm
IF Bandwidth: 10 kHz
Calibration: Thru response calibration
Figure 3.11: Comparison 2 and 3 antenna measurement method
As can be seen in ﬁgure 3.11, the results are within 1 dB of each other.
Evaluating the three-antenna gain method
To evaluate the three-antenna gain method, measurements were done which
include the EMCO model 3115 horn antenna and the NSI-RF-GRP10 probe.
These two antennas were chosen because the published gain values are avail-
able and the results of the three-antenna gain measuring method could be
compared to the published values. Two sets of measurements were done in
order to cover the whole frequency band of the antennas.
Low frequency band measurement:
Antennas: EMCOMODEL 3115, NSI-RF-RGP10 and the Schwarzbeck SBA9113
bi-conical antenna
Frequency range: 0.75 - 3 GHz
Output power: 10 dBm
IF Bandwidth: 10 kHz
Calibration: Thru response calibration
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High frequency band measurement:
Antennas: Antennas: EMCO MODEL 3115, NSI-RF-RGP10 and AEL 2 - 18
GHz
Frequency range: Frequency range: 2 - 10 GHz
Output power: 10 dBm
IF Bandwidth: 10 kHz
Calibration: Thru response calibration
Figure 3.12: EMCO Model 3115 measured and published results
Equations 2.2.6 - 2.2.8 are used to calculate the gain of the three antennas.
The results are displayed in ﬁgures 3.12 and 3.13. The results are within 1 dB
of the published values.
In summary, with the instrumentation available, gain measurements are
possible to within 1 dB of what would be considered the absolute truth.
3.4 Processing related errors
3.4.1 Aliasing
As described in section 2.4 aliasing can be avoided if the sampling criteria
are satisﬁed. In the case of linear scans, the Nyquist sampling criteria must
be met and when angular scans are done, the minimum number of samples
on the circumference of the sphere is described by equation 2.4.5 and 2.4.6.
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Figure 3.13: NSI-RF-RGP10 - varied distances and methods
When this is adhered to, the highest order spherical modes that still contain
a signiﬁcant amount of power, are captured.
To illustrate this, the AEL horn was measured at 5 GHz. The maximum

















The angular step size needs to be adjusted to comply with the software
requirements that 360◦ must be a multiple of the step size. In other words,
there should be an integer multiplied by the step size that has 360◦ as a result;
the angular step size value should not be smaller than 0.125◦ and not larger
than 10◦ [15]; ∆θ and ∆φ, must be rounded down to avoid violating the sample
density conditions.
Figure 3.14 displays the results of the recommended test for aliasing. A
benchmark measurement with the suggested sample density of 6◦ was done. A
second scan with half the ﬁrst sampling increment was done and compared to
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(a) Over sampled, 6◦ vs. 3◦
(b) Under sampled, 6◦ vs. 9◦
Figure 3.14: Over- and under-sampling compared with the recommended sam-
pling density
the ﬁrst. If there is no signiﬁcant diﬀerence between the two measurements, it
can be concluded that the recommend sampling density is suﬃcient. It is clear
from ﬁgure 3.14a that there is almost no diﬀerence when the sampling density
is doubled. The RMS value of -57.48 dB renders an uncertainty of 0.012 dB.
An under sampled scan, with an angular increment of 9◦ was also done and
compared with the benchmark test. From ﬁgure 3.14b it is obvious that to
sample below the recommended sampling criteria are disastrous.
According to the speciﬁcations of the stepper motors used at the measuring
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Therefore, the motor's minimum increment makes it possible to avoid alias-
ing because the recommended step size is always achievable. It is, however,
one of the common errors that occur when the MRE of the set-up is not mea-
sured correctly. Fortunately, when it occurs, it is quite obvious because results
similar to ﬁgure 3.14b are obtained, which is easy to rectify.
3.4.2 Measurement area truncation
Measurement area truncation is more problematic in PNF-scans than SNF-
scans because the scan area must be large enough to capture most of the
radiating energy and the neglected portion should not inﬂuence the near- to
far-ﬁeld transformation.
It was stated in section 2.4.4 that near-ﬁeld scan extent must be large
enough that the power level at the span edge should be at least -30 dB below
the peak value to avoid the inﬂuence of data truncation [3]. The eﬀect of
neglecting the recommendation is demonstrated in ﬁgure 3.15. Four SNF-
scans, with a decreasing θ-span were done (ﬁgure 3.15a). As soon as the
recommendation was ignored the error became clearly visible, as can be seen
in the transformed far-ﬁeld patterns in ﬁgure 3.15b.
A closer look is taken at the eﬀect of data truncation in ﬁgure 3.16. To
make a valid comparison, the patterns were only compared from θ −40◦ to
40◦. It is clear how signiﬁcant the error becomes when the -30 dB recommen-
dation is ignored. The RMS-value of -19.65 dB for the 40◦-span renders an
uncertainty of 0.86 dB and the RMS of -24.49 dB causes an uncertainty of 0.50
dB, whereas the uncertainty for the 90◦, which was the only scan that heeds
the recommendation, is only 0.03 dB.
It is therefore appears that data truncation should not be a problem, as
long as the "at least -30 dB"-recommendation is adhered to or the spherical
scan is done over a full sphere.
3.5 RF sub-system
3.5.1 Receiver amplitude linearity
The proposed method by the NSI Software Maunual [15] to determine the
receiver amplitude linearity, is to perform two near-ﬁeld scans. One is done
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(a) Unprocessed near-ﬁeld-data, diﬀerent spans used for far-ﬁeld transformation
(b) Far-ﬁeld radiation patterns, with diﬀerent near-ﬁeld data capturing spans
Figure 3.15: The eﬀect of data truncation in the near-ﬁeld is visible in the
far-ﬁeld radiation patterns
with a standard set-up, and repeated with 30 dB attenuation added. The
diﬀerence between the transformed far-ﬁelds is determined and the RMS value
calculated, which in turn is used to compute the uncertainty.
Figure 3.17 shows the results of such a test in the Stellenbosch anechoic
chamber. The AEL 2-18 GHz horn (as AUT) and the NSI-RF-RGP10 (as
probe) were used in the set-up. This antenna selection limits the frequency
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Figure 3.16: The diﬀerence between the 360 degrees span measurement and
various narrower spans
band of the test to 2 - 5 GHz, since this is the overlapping frequency band of
the antennas utilised. As can be seen in ﬁgure 3.17 at 2 GHz, an RMS-value of
-50.27 dB was calculated. The uncertainty associated with -50.27 dB is 0.027
dB for the main beam and 0.804 dB for the -30 dB sidelobe level.
Although this is the proposed test for amplitude linearity, the noise on
the 5 GHz pattern can be attributed to the fact that the amplitude level is
below -95 dB when the 30 dB attenuation is added. This is conﬁrmed in
ﬁgure 3.23b, a ﬁgure that shows the dynamic range of the facility. The results
of this particular test at higher frequencies become inconclusive because the
amplitude of the received signal is not signiﬁcantly higher than the noise ﬂoor.
What became clear is that the operator should ensure that the power level
is signiﬁcantly higher than the noise ﬂoor.
3.5.2 System phase error
As part of the near-to-far-ﬁeld transformation, complex number data is re-
quired. Therefore phase stability and not only amplitude stability is impor-
tant. According to Parini [10], receiver stability, cables and rotary joints are
the the biggest contributing factors to the phase stability of a measuring range.
To investigate the changes in phase over time, the phase variation was
observed by taking nine S21 measurements, with a time lapse of 20 min-
utes between measurements, as shown in ﬁgure 3.18. The temperature in-
side the chamber was also monitored and a drift of 2◦ in temperature was
recorded. During this period no changes to the system were made. The S21-
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(a) 2 GHz, 0 dB, 30 dB attenuation and RMS
(b) 5 GHz, 0 dB, 30 dB attenuation and RMS
Figure 3.17: RX Linearity test, AEL 2-18 GHz Horn
measurements were done after a full two-port calibration was performed inside
the chamber. The frequency band (2 - 10 GHz) for the measurements was
determined by the combination of the two antennas used, the NSI-RF-RGP10
horn and the AEL 2-18 GHz horn. The separation distance between antenna
apertures was 1.2 m.
The standard deviation of the phase for the nine measurements was cal-
culated by using equation 2.3.11. The standard deviation was plotted over
frequency and the results are plotted in ﬁgure 3.18c. For the sake of complete-
ness the standard deviation of the amplitude is displayed in ﬁgure 3.19.
It can be seen that above 6.5 GHz the phase become less stable and more
variances can be observed. For measurements higher than 8.2 GHz, an ampli-
ﬁer is usually used in the system to compensate for the chamber's diminished
dynamic range, as will be discussed in section 3.5.4.
The introduction of an ampliﬁer would change the dynamic of the system
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(a) Phase plots at nine instances (b) Frequency snippet of phase variation
(c) System Phase Error
Figure 3.18: Variation and standard deviation of phase over time
(a) Amplitude variation over time (b) Standard deviation
Figure 3.19: Variation and standard deviation of amplitude over time
and produce diﬀerent results. The added ampliﬁer is not evaluated as part of
this investigation into the chamber's performance.
The phase variation as a result of the movement of the rotary joints and
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0.5 - 3.2 0.01 0.29
3.2 - 8.5 0.02 0.13
8.5 - 10.0 0.02 0.13
10.0 - 13.5 0.02 0.13
13.5 - 16.0 0.02 0.13
16.0 - 20.0 0.03 0.40
Table 3.2: PNA-X speciﬁcation - stability over temperature
cables is not highligted in the above test, only the receiver's amplitude and
phase stability or instability. The phase stability over temperature is an im-
portant factor to take into consideration. The speciﬁcation of the PNA-X is
shown in Table 3.2 [23].
The next aspect considered was the phase stability when SNF-scans are
done. Three SNF-scans were done, over a time period of 2 hours.
During a SNF-scan the rotary joints in the θ-, φ- and pol-axis are rotating.
However there is very little to no cable movement during a SNF-scan because
it is possible to secure the cables in ﬁxed positions. The raw near-ﬁeld data is
displayed in ﬁgure 3.20. It can be seen that there are extremely small changes
in amplitude between all three measurements, but there is a more signiﬁcant
change in phase between measurement 1 and 3 than between measurement
1 and 2. When these near-ﬁeld patterns are transformed to the far-ﬁeld and
compared (ﬁgure 3.21), it can be seen that there are more signiﬁcant diﬀerences
between the ﬁrst and third measurement than between the ﬁrst and second
measurement. It can be concluded that since the amplitude is nearly constant,
the cables are ﬁxed, and the antennas are not removed from their mounting
positions, the phase change must largely be responsible for the diﬀerences in
the far-ﬁeld patterns.
A conclusion can be reached that changes in phase can signiﬁcantly con-
tribute to errors creeping into measurements. This highlights the importance
of taking precautions, such as keeping temperature constant and securing ca-
bles, to lessen phase changes during measurements as much as possible.
3.5.3 Leakage and crosstalk
Leakage and crosstalk in the system occur when a portion of the transmitted
signal escapes somewhere along the transmission path and couples back into
the transmit or the receive path. This is possible when, for example, a cable
is broken or a connector not properly torqued.
To establish whether there is any leakage or crosstalk present, the following
three SNF-scans are done: a standard SNF-scan, an SNF-scan in which the
AUT feed-point (transmit-port) is terminated with 50 Ω, and an SNF-scan in
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(a) NF-amplitude, measurement 1 and 2 (b) NF-phase, measurement 1 and 2
(c) NF-amplitude, measurement 1 and 3 (d) NF-phase, measurement 1 and 3
Figure 3.20: Near-ﬁeld-amplitude and -phase comparison of measurements 1,
2 and 3
which the probe feed-point (receive-port) is terminated with 50 Ω. These near-
ﬁeld scans are then transformed to the far-ﬁeld. In this test, the transformed
far-ﬁeld of the standard SNF-scan pattern is normalised to give a 0 dBm
peak pattern value. The same oﬀset value that was used to normalise the
standard measurement, is added to the leakage patterns. By doing this, the
leakage can be directly compared with the standard measurement patterns.
The RMS-values of the far-ﬁeld "normalised" leakage patterns are calculated.
The RMS-value in this instance is the error-to-signal level. Once an error-to-
signal level is established, the uncertainty can be calculated by using equation
2.3.7.
Two measurement sets were done to cover the frequency range from 750
MHz to 5 GHz. The ﬁrst measurement was made using the Schwarzbeck
SBA9113 bi-conical antenna to cover the range from 750 MHz to 3 GHz. The
second measurement was performed with the AEL 2-18 GHz-horn to cover
the range from 2 GHz to 5 GHz. Examples of the measurement results are
displayed in ﬁgure 3.22. It is important to note that SNF-scans are relative
measurements and no calibration is done. Therefore, internal leakage forms
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(a) Far-ﬁeld pattern comparison of measurement 1 and 2
(b) Far-ﬁeld pattern comparison of measurement 1 and 3
Figure 3.21: Far-ﬁeld pattern comparison, with near-ﬁeld phase variation as
source for pattern diﬀerences
part of these results. The software and measurement set-up, do not make
provision for doing a full two-port calibration, including isolation to rid the
measurement of the internal leakage.
As with most of the tests in the NIST 18-term error analysis, the results
are dependant on the set-up of the particular measurement. Therefore the
results shown in Table 3.3 are only an indication of the system performance
with regard to leakage and crosstalk. It can however be concluded that the
system leakage and crosstalk are small and should not be a concern as long as
components such cables and rotary joints are in excellent working condition.
3.5.4 Receiver dynamic range
According to the Agilent PNA-X speciﬁcation sheet [23] (section on the cor-
rected system performance), the receiver's dynamic range can be calculated
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(a) 750 MHz (b) 2 GHz
(c) 3 GHz (d) 5 GHz
Figure 3.22: Leakage measurements
Freq Tx-port: Uncertainty Rx-port: Uncertainty
[GHz] RMS Main 30dB SL RMS Main 30dB SL
0.75 -60.91 0.008 0.244 -84.05 0.001 0.017
2 -64.34 0.005 0.165 -81.35 0.001 0.023
3 -74.11 0.002 0.054 -78.47 0.001 0.033
4 -72.30 0.002 0.066 -73.20 0.002 0.060
5 -65.89 0.004 0.138 -66.25 0.004 0.133
Table 3.3: The measured leakage when ﬁrstly Tx-port and then the Rx-port
were terminated. The associated uncertainty for the main and a -30 dB side-
lobe level for each scenario are listed.
by taking the diﬀerence between the power level at which the receiver's test
port is at 0.1 dB compression and the level at which the signal would be
indistinguishable from the noise ﬂoor.
Table 19 of the PNA-X speciﬁcation sheet [23], speciﬁes the typical 0.1 dB
compression point for the PNA-X input port as 13 dBm from 750 MHz to 18
GHz, the frequency range of interest. Since the system is lossy the input to
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the receiver is limited to the incident power received. Therefore, the upper
limit is set by the maximum levelled output of the PNA-X minus the loss of
the system. The lower limit is the noise ﬂoor of the PNA-X. This is speciﬁed
at -114 dBm at an IFBW of 10 Hz (Table 18, [23]).
The loss of the system has two components. The loss within the cables,
rotary joints and adaptors are typically constant for a particular frequency,
but there is also a component that is unique for every set-up. This portion is
frequency dependent and determined by the distance between antennas and
the antenna gains.
The linearity test of the system was done over two frequency bands to
illustrate the degradation of the dynamic range as the frequency increases.
The ﬁrst using the AEL 2-18 GHz horn and the NSI-RF-RGP10 horn (probe)
to cover the frequency range from 2 - 8.2 GHz, the second using an open-
ended-waveguide probe (NSI-RF-WR9) in conjuntion with the AEL horn for
the frequency range from 8.2 - 12.4 GHz.
The HP8496A stepped attenuator was placed in the transmission path at
the transmit port of the PNA-X. Newell [25] suggests that one-dimensional
cuts are suﬃcient for the test. Azimuth sweeps (S21-parameter over θ mea-
surements) were done for each attenuation level. The eﬀect of the attenuation
can be seen in ﬁgure 3.23.
(a) 2 GHz, 0 dB to 60 dB attenuation (b) 5 GHz, 0 dB to 60 dB attenuation
(c) 8.2 GHz, 0 dB to 40 dB attenuation (d) 12.4 GHz, 0 dB to 40 dB attenuation
Figure 3.23: System dynamic range, AEL 2-18 GHz Horn
From these graphs we can conclude that the dynamic range diminishes
as frequency increases. For this particular set-up (output power/antenna
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gain/separation distance) the dynamic range at 2 GHz was about -70 dB.
The eﬀect of the noise ﬂoor begins to creep into the measurement results when
the receive power level is in the order of -90 dBm below the output power of
the transmit port. Figure 3.23d shows that the dynamic range at 12.4 GHz is
only about 25 dB. This is due to the high loss at these frequencies, and the
limits on the maximum levelled output power of the VNA.
A second approach was taken to conﬁrm the measurement. The losses
of the transmit and receive paths were physically measured using the Anritsu
MS46122B VNA. These losses are a combination of cable loss and loss through
connectors and rotary joints. Figure 3.24 gives a simpliﬁed block diagram of
the components in the system. A power budget was composed using these
measured results, namely the AUT gain, the probe gain, the free space loss
and the output power of the VNA. The received power for the maximum output
power determines the maximum power level of the system, and therefore the
upper limit of the dynamic range. The lower limit is the noise ﬂoor which is
speciﬁed as -114 dBm. The dynamic range is calculated by subtracting the
noise ﬂoor from the received power. The results of this measurement can be
seen in Table 3.4. These measured results correlate well with the scanned
results seen in ﬁgure 3.23.
Figure 3.24: System block diagram, displaying as an example the measured
gain/loss values of the system at 2 GHz
Another noteworthy aspect of dynamic range is that phase is more sensi-
tive to the proximity of the noise ﬂoor than is amplitude. An output of the
NSI2000-software is real-time amplitude and phase readings at speciﬁed fre-
quencies. These were recorded during the step attenuator test and captured
in Table 3.5. In most instances, displayed phase become unmeasurable with
20 dB less attenuation than when the amplitude disappears in the noise ﬂoor.
Phase stability forms an integral part of the near-ﬁeld to far-ﬁeld transforma-
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2 -6.55 6 -38.47 9 -12.12 -42.14 71.86
5 -10.49 9 -46.43 12.5 -18.58 -54.00 60.00
8.2 -13.52 11 -50.72 6 -23.07 -70.31 43.69
10 -15.56 11 -52.45 6 -25.5 -76.51 37.49
12.4 -16.99 11 -54.32 6 -28.71 -83.02 30.98
Table 3.4: Measured dynamic range, a noise ﬂoor of -114 dBm is used for
calculations
tion and must certainly be taken into consideration when dynamic range is
evaluated.
The practical implications are that when antennas are scanned in the near-
ﬁeld, sidelobes and nulls of the pattern will be aﬀected ﬁrst by a degraded
dynamic range at higher frequencies. It is proposed that a power budget is
used as a tool to determine at what stage an ampliﬁer should be included in
the system to enhance the dynamic range.
3.6 Environmental related errors - reﬂections
Reﬂections in an anechoic chamber can be one of the biggest sources of error
and therefore contribute most to uncertainty in measurements [28]. Reﬂections
that occur in the chamber can mainly be divided into two categories, namely
reﬂections that are attributed to the structures within the chamber, and re-
ﬂections from the chamber itself, such as the walls, ﬂoor and ceiling [10]. A
contributing factor to the amount of reﬂection that is present in the chamber
is the performance of the absorbing material and whether there is adequate or
inadequate absorber coverage of the structures.
The performance of the anechoic chamber at the University of Stellenbosch
at lower frequencies has always been under question because the chamber is
primarily lined with 12" pyramidal absorbers. The 12" absorber's reﬂection
performance is speciﬁed as -40 dB at 3 GHz, -35 dB at 1 GHz and -25 dB at
0.5 GHz [29].
The tests that were conducted to determine the reﬂections in the chamber,
were therefore mainly done in the lower frequency band, as it is here that the
highest reﬂections are expected. The frequency range selected for the reﬂection
tests was 750 MHz to 3 GHz.
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Att [dB] Amp [dBm] Phase [deg] S/N
Freq: 2 GHz
0 -40.50 -18.79 75
-10 -50.49 -21.67 65
-20 -60.46 -19.77 56
-30 -70.36 -22.51 49
-40 -80.47 -15.39 38
-50 -90 Noise 17
-60 -100 Noise 9
Freq: 5 GHz
0 -53.33 54.79 63
-10 -63.26 47.93 53
-20 -73.27 52.64 45
-30 -83.97 46.5 32
-40 -93.45 61.69 22
-50 -102.7 Noise 15
-60 -114 Noise Noise
Freq: 8.2 GHz
0 -75.19 94.92 42
-10 -85.05 -108.5 31
-20 -95.14 100 23
-30 -105 Noise 12
-40 -112 Noise 6
Freq: 12.4 GHz
0 -85.40 -88.85 31
-10 -95.90 -105.00 19
-20 -105 Noise 9
-30 -115 Noise 2
Table 3.5: NSI2000-software output: amplitude, phase and signal-to-noise
readings during the stepped attenuation measurements
3.6.1 Probe structure reﬂections
Probe structure reﬂection errors are an unavoidable part of near-ﬁeld scanning.
This is due to the fact that the AUT and the probe are in close proximity to
each other and a portion of the transmitted signal is reﬂected back from the
probe and surrounding structures towards the transmit antenna. Yaghijian
[24] describes the radiation that the probe receives as an "inﬁnite series of
rapidly decreasing terms". This implies that it is not only the direct signal
that is received but in fact the direct signal with a sum of reﬂected signals,
which all add up to what is ultimately received by the probe. This is illustrated
in ﬁgure 3.25.
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Figure 3.25: Multiple reﬂections, where S is the direct signal, R the reﬂected
signal from the Rx-antenna and R' portion of the R that is reﬂected from the
Tx-antenna
If these reﬂections are large enough, they will have an inﬂuence on the
measurement itself, and therefore introduce an error in the calculated far-ﬁeld
pattern. The proposed method to measure these reﬂections, is to increase
the separation distance between the AUT and the probe by steps of ∆d and
compare the measurements[10][3][30]. As a result of the increased distance,
the phase of the direct signal changes by k∆d, but for the reﬂected signal
that travels back and forth between the antennas the phase changes by 3k∆d.
The suggested step size for the procedure is a 1
8
of a wavelength. If there is
reﬂection between the antennas, it will become visible as a change in |S21| as
the separation distance increases.
Figure 3.26: Multiple reﬂections measurement set-up
A cyclic amplitude response of 1
2
λ is to be expected because if the antenna
separation distance has increased by 1
2
λ, the primary signal, travelling in the
forward direction, and the reﬂected signal, travelling in the opposite direction,
is in phase and constructive interference will occur.
As illustrated in ﬁgure 3.26, the AUT was translated on the z-axis with a
step size of 25 mm. The measurement was done in the region where the AUT
is usually mounted when a SNF-scan is done. Therefore, this measurement
gives a good indication of what the expected amplitude variation can be if the
scanner is moved forward or backward on the z-axis.
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(a) Azimuth pattern, 750 MHz (b) Elevation pattern, 750 MHz
(c) Azimuth pattern, 1.5 GHz (d) Elevation pattern, 1.5 GHz
(e) Azimuth pattern, 3 GHz (f) Elevation pattern, 3 GHz
Figure 3.27: Azimuth and elevation patterns of 750 MHz, 1.5 GHz and 3 GHz
for an increased distance from the probe
Figure 3.27 displays the azimuth and elevation patterns of the SNF-scans
done in diﬀerent positions. The variation in the patterns can be observed,
especially at 750 MHz, which is the lowest frequency.
In ﬁgure 3.28 the variation in amplitude at boresight is displayed as it
changes with distance. From 1.5 GHz upward the 1
2
λ cyclic response can
be seen. At frequencies below 1.5 GHz, cyclic variation is not visible and
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Figure 3.28: Amplitude variation of various frequencies over an incremental
distance of 400 mm
at 750 MHz there is an amplitude value that is much larger than what is
expected. This amplitude peak is a result of the close proximity of the two
antennas to each other. This causes an undesired interaction between the
probe and the AUT. The recommended separation distance [3] is 3λ to 5λ.
This separation distance is necessary to minimise multiple reﬂections and to
ensure that evanescent modes do not have an inﬂuence on the measurement.
In this instance, the total separation distance at the 50 mm-position was 973
mm, which is less than 3λ at 750 MHz.
In ﬁgure 3.29 an in-depth look is taken at the amplitude variation at bore-
sight as well as the amplitude variation at θ = 45◦ of the azimuth and elevation
patterns. It conﬁrms the observation that reﬂections are present, and that be-
low 1.5 GHz large amplitude variations are more prominent than at frequencies
from 1.5 GHz upwards.
The error-to-signal level was calculated by subtracting the two patterns
with the minimum and maximum amplitude values at the angle of interest
(ﬁgure 3.30). The error could therefore be determined and by using equation
2.3.7 the uncertainty was calculated. Table 3.6 displays the results across
the selected frequency band at speciﬁc cuts and angles. It is interesting to
note that in the azimuth pattern at 2 GHz at 45◦ the E/S-level is rather large
compared to 0◦ and 45◦. The reason for the irregularity is because the azimuth
pattern's beamwidth is narrower than at the other frequencies and at 45◦ the
slope is quite steep, the minimum pattern amplitude is -14.74 dB and although
the error level is at -32.70 dB, the error-to-signal level is -17.96 which results
in an uncertainty of 1.034 dB. This demonstrate that a small error can lead
to a large uncertainty if it is compared to a signal with a small amplitude. It
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(a) Amplitude variation at boresight and 45◦, frequency 750 MHz
(b) Amplitude variation at boresight and 45◦, frequency 1.5 GHz
Figure 3.29: Amplitude variation at 0◦ and 45◦, measurements were done over
a distance of 400 mm with increments of 25 mm
must be pointed out that although this uncertainty is only for a small angular
range, the RMS-value (error) for the azimuth cut is -40.03 which would give
an error-to-signal of -35.84 dB, which renders an uncertainty of 0.14 dB.
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(a) Frequency, 750 MHz (b) Frequency, 1.5 GHz
Figure 3.30: The azimuth patterns with minimum and maximum amplitude
at boresight. The diﬀerence between the patterns is also displayed.
Freq
[GHz]




0.75 Az/El 0◦ -12.13 1.92
0.75 Az 45◦ -16.31 1.24
0.75 El 45◦ -19.88 0.84
1.0 Az/El 0◦ -24.44 0.51
1.0 Az 45◦ -23.55 0.56
1.0 El 45◦ -26.56 0.40
1.5 Az/El 0◦ -27.06 0.38
1.5 Az 45◦ -24.78 0.49
1.5 El 45◦ -25.30 0.46
2.0 Az/El 0◦ -33.06 0.19
2.0 Az 45◦ -17.96 1.03
2.0 El 45◦ -31.59 0.23
2.5 Az/El 0◦ -30.62 0.25
2.5 Az 45◦ -27.48 0.36
2.5 El 45◦ -35.19 0.15
3.0 Az/El 0◦ -34.51 0.16
3.0 Az 45◦ -24.93 0.48
3.0 El 45◦ -29.18 0.30
Table 3.6: Structure reﬂections
3.6.2 Chamber reﬂection
As mentioned above, one of the contributing factors to the frequency limit of
the chamber is the absorber with which the chamber was lined. The absorption
speciﬁed by Emerson & Cuming [29] at 750 MHz for the 8" material is -28 dB
and for the 12" material, -35 dB. The ﬂoor, walls and roof are mainly covered
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by the 12" material.
Figure 3.31: Chamber reﬂection measurements set-up
To test how much the chamber reﬂection is contributing to the measure-
ment error, a method recommended by Parini [10] and which is also described
in the IEEE recommendations [3] was used. The two antennas are simultane-
ously translated along the z-axis, with a suggested step size of 1
4
λ, as can be
seen in ﬁgure 3.31. The AUT and the probe are translated simultaneously to
eliminate the eﬀect of the structure reﬂection and isolate only signals that are
added as a result of the multipath eﬀect.
Two approaches were taken to evaluate the results. Firstly the established
technique was applied, whereby the calculated far-ﬁeld patterns at the two
positions were subtracted and the RMS-value was determined for that speciﬁc
cut, as seen in ﬁgure 3.32.
The second approach was not just to subtract the cuts of interest from
each other, but to subtract the whole three-dimensional far-ﬁeld pattern of
the ﬁrst position from the three-dimension far-ﬁeld pattern of the second po-
sition and calculate the RMS-value for diﬀerence over the whole sphere. The
argument for doing this is that since the error is induced from the environment
that encapsulates the set-up, it would make sense to take all the data points
simultaneously into consideration and not only a single cut from the sphere.
Table 3.7 presents the results of the azimuth and the elevation cuts, as well
as the RMS-value over the sphere. It is interesting to note that RMS-values are
of the same order of magnitude. The uncertainty of the RMS-value calculated
over the sphere is also included in the table.
The chamber reﬂections are considerably less than the structure reﬂections
given in table 3.6. The results indicates that after 35 years of use, the absorbing
material is still in good condition.
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(a) Chamber reﬂection measurement, azimuth pattern, 750 MHz
(b) Chamber reﬂection measurement, azimuth pattern, 1.5 GHz
Figure 3.32: Variation in the pattern with the AUT and the probe simultane-
ously translated by 1
4
λ
3.6.3 Environmental related errors - random
amplitude/phase errors
Random errors occur as a result of noise in the electrical or mechanical systems
[3]. To measure random error, repetitive measurements are done without any
change to the system. The diﬀerence between the patterns is considered to be
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0.75 100 -33.06 -33.95 -34.38 0.16
1.0 75 -43.68 -46.66 -43.31 0.06
1.5 50 -39.81 -36.64 -37.58 0.11
2.0 37.5 -44.03 -44.53 -43.54 0.06
2.5 30 -42.65 -43.24 -39.55 0.09
3.0 25 -46.86 -46.82 -45.27 0.05
Table 3.7: Chamber reﬂections
due to random errors.
The calculated error would be considered the uncertainty ﬂoor of the range
assessment because it would not be possible to measure uncertainty levels
lower than what was measured during this particular test due to the favourable
measurement conditions that existed [10].
From ﬁgure 3.33 it can be seen that the diﬀerences between measurements
are extremely small and we can conclude that random errors do not have
a large inﬂuence on the uncertainty of the measurement. When the results
are considered, we can conclude that the uncertainty level increases as the
frequency increases. At 2 GHz, the highest level of an uncertainty at boresight
was 0.01 dB and 0.37 dB at a -30 dB sidelobe level. In the case of 5 GHz,
the uncertainty levels rise to 0.033 dB at boresight and 1 dB at the -30 dB
sidelobe levels.
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(a) Random Errors measurements, 2 MHz
(b) Random Errors measurements, 5 MHz
Figure 3.33: Repetitive measurements to determine whether random errors are




At the onset of this investigation, the idea was to have graphs which map the
uncertainty over frequency for the US measuring facility. This, however, proved
an impossible task since every error term of the NIST18-term error analysis
proved unique at each frequency and some are negligible at high frequencies
while others have an inﬂuence across the frequency range. The initial aim was
adapted to the observation of trends at applicable frequencies or frequency
ranges. These observations are listed below as a conclusion to the study.
Probe/Illuminator related errors
Probe pattern correction for SNF: It was proven with a measurement
that the inﬂuence of the probe's pattern on the spherical near-ﬁeld scan results
is extremely small, especially on boresight. This is the case because the probes
orientation towards the AUT does not change signiﬁcantly when an SNF-scan
is done. There is an inﬂuence on the sidelobe level of the pattern when a
the NSI-RF-RGP10 probe is used because its beamwidth is much narrower
than the OEWG-probe. Therefore, whenever there is an option to use the
OEWG-probe instead of the wideband horn, preference should be given to the
OEWG-probe.
Probe polarisation purity: By means of theoretical analysis, it was
shown that the probe polarisation purity has only an inﬂuence on the cross-
polarisation patterns. It is important to take note that when OEWG-probes
are used, no probe cross-polarization correction is done by the NSI2000-software.
It does, however, have such a small inﬂuence on the measurements that this is
by no means an oversight from the software developers.
Probe alignment: The two subsections of probe alignment - probe tilt
misalignment and probe axial misalignment have also very little inﬂuence on
the co-polarization pattern results done by a spherical near-ﬁeld scan. This
is directly related to the wide beamwidth of probes used. This error has the
biggest inﬂuence on the cross-polarisation patterns.
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Mechanical related errors
The Hansen study results were used to evaluate how much mechanical mis-
alignment contributes to measurement uncertainty.
Spherical scanner alignment: It can be concluded from the Hansen
study that small errors in the spherical scanner's alignment, have an insigniﬁ-
cant inﬂuence on the uncertainty. The exception is that the φ-axis alignment
is more sensitive and changes in the sidelobe level can be expected.
Polarisation-stage alignment: The polarisation-stage misalignment would
give the same errors as probe misalignment because it is essentially the same
thing and would have the same eﬀect on the measurement. Therefore the con-
clusion can be made that if the polarisation-stage is misaligned, it has only an
inﬂuence on the cross-polarization patterns.
Inter-stage pointing vector alignment: On the basis of the Hansen
study it can be concluded that when the φ-axis and the pol-axis are not aligned,
it inﬂuences the beamwidth as well as the sidelobe level. Considering all the
possible mechanical errors that were looked at, the inter-stage pointing vector
could have potentially the biggest inﬂuence on the sidelobe levels.
Absolute power level related errors
Gain standard: This error term has not been considered since at the
US measuring facility absolute gain is measured and not comparative gain to
which this term applies.
Normalisation constant: Amplitude stability is described by the nor-
malisation constant. This potential error is caused by amplitude drift, re-
peatability in connections made and receiver linearity. Six measurements were
done with only one that diﬀers signiﬁcantly from the others. The eﬀect of this
outlier causes uncertainty of 0.3 dB on the absolute power level. There is no
need to consider the eﬀect on the sidelobe level since we are dealing with the
absolute power level.
Impedance mismatch error: As was the case with the gain standard
errors, errors from an impedance mismatch also do not apply to absolute gain
measurements done at the US measuring facility and are therefore not consid-
ered.
Processing related errors
Aliasing: With correctly deﬁned measurement parameters, aliasing does
not occur. It, therefore, has no inﬂuence on measurement uncertainty.
Measurement area truncation: Measurement area truncation is not
applicable when a full spherical scan is done. If for some reason it is necessary
to truncate the scan area, care should be taken that enough energy is captured
to avoid errors due to area truncation.
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RF sub-system
Receiver amplitude linearity: It was established that the proposed test
for the receiver linearity is not valid in all circumstances because at higher
frequencies the absolute amplitude of the patterns is close to the noise ﬂoor
which results in a diminished dynamic range. This adds noise to the pattern
with the lower amplitude.
However, where the frequencies were low enough and the dynamic range
did not dominate the results, it can be concluded that the receiver amplitude
is linear and does not have a signiﬁcant inﬂuence on the results.
System phase error: During the investigation, it was established that
near- to far-ﬁeld transformations is extremely sensitive to phase changes. It is
therefore important to implement precautions to keep the phase as stable as
possible during the measurements.
Leakage and crosstalk: The leakage and crosstalk are extremely small
and it can be concluded that as long as all the connections are secure and the
rotary joints and cables are in good working order, leakage and crosstalk add
no uncertainty to the results.
Receiver dynamic range: Dynamic range is dependent on the operating
frequency, antenna gain, loss in the system and antenna separation distance.
It is obvious from the measurements that above 8.2 GHz it becomes necessary
to add an ampliﬁer to the system to increase the dynamic range. It was
also noted that the phase becomes unstable with less attenuation than the
amplitude. Phase instability is for that reason the dominant limiting factor to
dynamic range.
Environmental related errors
Multiple reﬂections: It is very clear that multiple reﬂections between
the structures, on which the antennas are mounted, is the largest contributor
to measurement uncertainty for AUT's with operating frequencies below 1.5
GHz. There is a partial remedy for the problem and that is to move the
structures further apart for the lower frequency measurements. This will limit
the reﬂections between the structures.
Chamber reﬂections: As was the case with multiple structure reﬂec-
tions, the rise in uncertainty is associated with frequencies below 1.5 GHz.
Unfortunately, there is not an easy solution as was the case with structure
reﬂections. The error and related uncertainty are, however, signiﬁcantly less
than structure reﬂections.
Random amplitude/phase errors: The random errors in a system are
of great importance because they represent the minimum level of uncertainty
in the system. The random errors in the measuring facility are very low and
not of any concern. It was, however, seen that the uncertainty relating to
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random errors increases as the frequency increases.
To summarise, it is possible to make accurate measurements at the mea-
suring facility with the equipment in its current operational state. Most errors
in the measuring facility can be avoided if the set-up is done very carefully
because set-up errors can be avoided with meticulous preparation and uncer-
tainty can be minimized. Below 1.5 GHz the chamber structure reﬂections
pose a problem and it might be worthwhile to increase the separation distance
between the structures onto which the probe and the AUT are mounted. In
conclusion, it is possible to measure reliable patterns above 1.5 GHz with the
spherical near-ﬁeld scanner at the University of Stellenbosch.
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